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CHAPTER } 


INTRODUCTION 


Section |. GENERAL 


1-1. Scope 

This manual describes Signal Generator AN/USM- 
44C and covers the installation, operation, organiza- 
tional, direct support, and general support maintenance 
instructions for the equipment. 


1-2. Consolidated Index of Army Publications and 
Blank Forms 


Refer to the latest issue of DA Pam 310-1 to determine 
whether there are new editions, changes, or additional 
publications pertaining to the equipment. 


1-3. Maintenance Forms, Records and Reports 


a. Reports of Maintenance and Unsatisfactory 
Equipment. Department of the Army forms and pro- 
cedures used for equipment maintenance will be those 
prescribed by TM 38-750, The Army Maintenance 
Management System (TAMMS). 

b. Report of Packaging and Handling Deficiencies. 
Fill out and forward SF 364 (Report of Discrepancy 
(ROD)) as prescribed in AR 735-11-2/DLAR 4140.55/ 
NAVMATINST 4355.73/AFR 400-54/MCO 4430.3E. 

c. Discrepancy in Shipment Report (DISREP) (SF 
361). Fill out and forward Discrepancy in Shipment 


Report (DISREP) (SF 361) as prescribed in AR 55-38/ 
NAV SUPINST 4610.33B/AFR 75-18/MCO P4610.19 
C/DLAR 4500.15. 


1-4. Administrative Storage 


Refer to TM 740-90-1 for administrative storage’ pro- 
cedures. 


1-5. Destruction of Army Electronics Materiel 


Destruction of Army electronics materiel shall be in ac- 
cordance with TM 750-244-2 under the direction of the 
commander. 


1-6. Reporting Equipment Improvement Recom- 
mendations (EIR) 


If your Signal Generator AN/USM-44C needs im- 
provement, let us know. Send us an EIR. You the user, 
are the only one who can tell us what you don’t like 
about your equipment. Let us know why you don’t like 
the design. Put it on an SF 368 (Quality Deficiency 
Report). Mail it fo Commander, US Army Coinmunica- 
tions-Electronics Command and Fort Monmouth, 
ATTN: DRSEL-ME-MP, Fort Monmouth, NJ 07703. 
We’ll send you a reply. 


Section Il. DESCRIPTION AND DATA 


1-7. Purpose and Use 


Signal Generator AN/USM-44C is a general purpose, 
high-frequency signal generator set (fig. 1-1) that pro- 
vides radiofrequency (rf) signals used to test, evaluate 
and align radio receivers, rf equipment and amplifiers. 
The AN/USM-44C provides continuous wave (cw), 
amplitude modulated (am.), and pulse modulated (pm) 
signals in the frequency range of 10 megaHertz (MHz) 
to 480 MHz, with an output level range of — 127 to +13 
dbm. The output is calibrated, metered, and leveled 


across the entire range of frequencies and levels. 


1-8. Description 


The AN/USM-44C consists of Signal Generator TS- 
$10C/U, Case, Signal Generator CY-7520/USM-44C 
(fig. 1-2), three cable assemblies (two each CG-409E/U 
and one CG-92D/U), Fuseholder MX-1730/U and two 
Adapters UG-349A/U and UG-201A/U. Table 1-1 lists 
the items comprising an operable equipment with their 
National Stock number (NSN), dimensions and weights. 
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Figure 1-2. Case, Signal Generator CY-7520/USM-44C. 


6625-00-138-7773 


5920-00-636-0679 
6625-00-519-0348 
5995-00-503-0470 
5935 -00-258-7429 
5935-00-732-1919 


Signal Generator AN/USM-44C 
Signal Generator TS-510C/U 


Case, Signal Generator CY-7520/ 


USM-44C 
Fuseholder MX-1730/U 
Cable Assembly CG-92D/U 
Cable Assembly CG-409E/U 
Adapter UG-201A/U 
Adapter UG-349B/U 


Table 1-1. Items Comprising an Operable Equipment 


72 inches long 
48 inches long 


1-9. Components 

a. Major Components. The only major component 
of the AN/USM-44C is Signal Generator TS- 
510C/U. This unit contains all of the circuits and 
equipment required for operation. 

b. Accessory Components. The accessory com- 
ponents supplied with the AN/USM-44C ‘are a 
carrying case, three cable assemblies, a fuseholder 
and two cable adapters. 

(1) Case, Signal Generator CY-7520/USM-44C. 
The CY-7520/USM-44C provides protection for the 
major components when in transit or in storage. The 
case is constructed of epoxy-filled fiberglass and is 
lined with a form-fitting foam. Fasteners on the 
sides of the case lid and base, tighten the closed case 
to provide moisture protection; however, the case is 
not immersible. 

(2) Cable Assembly CG-409E/U. Two CG- 
409E/U cables are supplied with the equipment. 
They are 50-ohm coaxial cables 48 inches long, with 
BNC connectors on both ends. These connectors 
mate with the EXTERNAL INPUTS connectors on 
the front panel of the TS-510C/U and with Adapters 
UG-201A/U and UG-349A/U. 
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(3) Cable Assembly CG-92D/U. The CG- 
92D/U is used as the rf output cable. It is 72 inches 
long and has two type N connectors on the ends. One 
end mates with the RF OUTPUT connector on the 
front panel. 

(4) Fuseholder MX-1730/U. The MX-1730/U 
contains a 1/16 ampere fuse and is used in series 
with the RF OUTPUT connector to protect the 
output circuits from inadvertent inputting of high rf 
signal levels from the equipment under test. The 
connectors on the ends of the MX-1730/U mate with 
the type N connectors of the RF OUTPUT and the 
output cable. 

(5) Adapters UG-201A/U and UG-349B/U. 
These adapters permit the use of cables with BNC 
connectors to be mated with cables with type N 
connectors. The UG-201A/U has a BNC female 
connector and a type N male connector, while the 
UG-349B/U has a BNC male connector and a type 
N female connector. 


1-10. Tabulated Data 


The pertinent technical characteristics of the TS- 
510C/U are listed in table 1-2. 


Table 1-2. Tabulated Data 


Parameter 


Specification 


Frequency Range 10 MHz to 480 MHz 
Number of bands 6 
Accuracy (5-minute warmup) +0.5% 
Fine frequency control 0.01% of output frequency 
Resetability (with change of 10% or 
more) 0.1% 
Stability: 
15° C to 35° C 
(60° to 95° F) 0.005 %/10 minutes 
115/230V +10%, 50, 
60, 400 Hz 0.01 % comb. volt and freq. 
Modulation Internal am 


Frequency Control 


External am. 
Control 


Required signal 
Frequency 
Input impedance 
Pulse modulation: 
Total rise and decay 
time 
40 to 220 MHz 
220 to 480 MHz 
Pulse on/off ratio 
Modulation characteristics: 
Modulation level control 


Envelope distortion at 30% 
Envelope distortion at 70% 
Incidental fm with am. 


30% am., 10 to 100 MHz 
50% am., 100 to 480 MHz 


400 and 1,000 Hz 10% 0 to 95% 
carrier levels up to 0.5 volt. 


0 to 95% at carrier levels up to 0.5 
volt. 

1.0 volt rms 

20 to 20,000 Hz 

10,000 ohms *+10% 


4 microseconds. 
2.5 microseconds. 
20 db with at least 0.5 volt. 


0 to 95% for internal and external 
signals. 

2% over frequency - 20 Hz to 15 
kHz. 

5% over frequency - 20 Hz to 20 
kHz. 


0.001% 
1000 Hz 
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Parameter 


Modulation— Continued 


[ Output voltage (50 ohms) 


Crystal calibration 


Meter circuits 


Power requirements 


adjusted tosSkT LEVEL ai Os Voit 


Table 1-2. Tabulated Data—Continued 


Specification 
Spurious signals and harmonics 
Range 
Accuracy 


Leveled output: 
Accuracy 10 to 215 MHz 
Accuracy 215 to 480 MHz 
Output attenuator 
Uncalibrated output: 
Level 
Location 
Output SWR 


Leakage output 

1 MHz (referenced to 5 MHz) 
5 MHz 

Accuracy 

Detector 


Modulation meter: 
Calibration 
Accuracy 

Output meter: 
Range (0 to 1.0 volt) 
Range Q to +13 dbm) 


Accuracy 
Voltage 


Frequency 


Power consumption 


Limits 


35 db below cw level (below 500 
MHz). 

0.1 microvolt to 1.0 volt continuously j 
variable (—127 to +13 dbm) 

+1 db over frequency and at- 

tenuation range 


+1 db (one adjustment) 
+1 db (two adjustments) 
Microvolts, millivolt and dbm 


0.18 volts rms 

Rear of unit 

Less than 1.2, attenuation below —7 
dbm 

1.0 microvolt maximum 

Up to 270 MHz 

10 to 480 MHz 

+0.01% at 23° C 

Amplify audio beat note between rf 
and calibrator front panel jack. 


0 to 100% 
10% at 30% to 95% mod. 


0.1 volt increments from () to 1.0 
volt. 

1 db increments from 
dbm. 

se) cls 

115 volts ac +10%, or 230 volts ac 
+10% 

50 Hz, 60 Hz or 400 Hz 5 single 
phase 

Less than 150 watts. 


0 to +13 


4 0.5 is obtained by using the OUTPUT LEVEL and 10 dB controls with SET LEVEL meter 


is then obtained by readjusting SET LEVEL control 


clockwise until OUTPUT LEVEL meter indicates full scale (1.9 on the upper scale}. +7 
dBm is obtained by using the OUTPUT LEVEL control and the 10 dB control with SET 


LEVEL meter set to SET LEVEL. 


+13 dBm is then obtained by readjusting SET LEVEL con- 


trol clockwise until OUTPUT LEVEL meter indicates full scale. 
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CHAPTER 2 


SERVICE UPON RECEIPT AND INSTALLATION 


Section!. SITE AND SHELTER REQUIREMENTS 


2-1. Siting 

The AN/USM-44C does not require special siting. 
The unit should be bench-mounted in a shop or work 
area. The AN/USM-44C requires a source of 50, 60, 
or 400 Hertz, 115 or 230 volt ac power. The equip- 
ment has a three-prong plug and power cord for 
grounded power sources. 


2-2. Shelter Requirements 


The AN/USM-44C may be used in work areas, 
shops, laboratories or mobile shelters having the 
proper power sources available. The unit should be 
used in shelter and should be protected from wind, 
rain, snow or blown sand and dust. ; 


Section |I!. SERVICE UPON RECEIPT OF MATERIEL 


2-3. Packing Data 


The AN/USM-44C is packed for shipment in a 
corrugated carton. The carton may be overpacked in 
a wooden crate. The accessories supplied with the 
AN/USM-44C are stored in a compartment in the 
lower half of the CY-7520/USM-44C. 


2-4. Unpacking 


Refer to figure 2-1 and unpack the AN/USM-44C as 
follows: 


a. If the equipment is shipped in a packing crate, 
open the crate and remove the cardboard carton. 

b. Open the corrugated carton and fold back the 
top flaps. 

c. Remove the top pads. 

d. Remove the AN/USM-44C from the carton. 

e. Release the latches and open the lid of the CY- 
7520/USM-44C. 

f. Remove the TS-510C/U from the CY- 
7520/USM-44C. 


ELIOLOO2 


Figure 2-1. Packaging diagram. 


2-5. Checking Unpacked Equipment. 


a. Inspect the equipment for damage incurred 
during shipment. If the equipment has been 
damaged, report the damage on DD Form 6 (para 1- 
3). 

b. Check the equipment against the packing list 
and table 1-1 to see if the equipment is complete. 
Report all discrepancies in accordance with the 
instructions in TM 38-750. The equipment should be 


2-2 


placed in service even though a minor accessory, 
that does not affect proper operation, is missing. 
c. Check to see if the equipment has been 
modified. Equipment which has been modified will 
have the modification work order (MWO) number on 
the front panel, near the nomenclature plate. Also 
check to see that all currently applicable MWO’s 
have been applied. Current MWO’s Applicable to the 
equipment are listed in DA Pam 310-7. 


Section III. INSTALLATION INSTRUCTIONS 


2-6. Tools, Test Equipment, and Materials 
Required 

No tools, test equipment or special materials are 
required for installation of the AN/USM-44C. 

2-7. Assembly and Installation 


The AN/USM.-44C is shipped fully assembled and 
requires no special installation procedures. Set the 


unit up on a bench or other solid surface. The unit is 
provided with a three-wire line cord which will 
ground the unit when connected to the proper type 
receptacle. The line fuse is located on the rear of 
the unit. Check to see that the proper size fuse is 
installed (1 ampere, 3AG slo-blo). 


Section IV. PRELIMINARY ADJUSTMENT AND ALIGNMENT 


2-8. Power Requirement 


The AN/USM-44C will operate on 115 vac or 230 
vac, 50 to 400 Hz. Power consumption is 150 watts 
maximum. A switch on the rear panel of the unit 
provides for quick conversion between 115- and 230- 
volt operation. For 115-volt operation, set the switch 
to the up position (115 showing), and for 230-volt 


operation, set the switch to the down position (230 
showing). 

2-9. Circuit Alignment. 

No circuit alignment is required at the time of in- 
stallation. Perform the daily and weekly preventive 
maintenance checks and services when the unit is 
first installed and prior to first operation. 
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CHAPTER 3 


OPERATING INSTRUCTIONS 


Section |. CONTROLS AND INSTRUMENTS 


3-1. Damage From Improper Settings 

The AN/USM.-44C is designed so that no damage to 
equipment or hazard to personnel will result from 
any setting or combination or control settings. 
Fuseholder MX-1730/U is a coaxial fuse used to 
protect the AN/USM-44C output circuits from 
damage from any inadvertent application of high 
energy rf or dc voltages from the equipment under 
test. This is especially likely to happen when the unit 
is used in testing transceivers. Use the MX-1730/U 
whenever the AN/USM-44C is connected to a.device 


capable of producing high level signals or dc out- 
puts. Connect the MX-1730/U to the output con- 
nector on the front panel and then connect the 
output cable to the MX-1730/U. 


3-2. Operator’s Controls 


Operator controls and instruments are shown in 
figure 3-1. All controls, connectors and instruments 
used by the operator are listed, with their functions, 
in table 3-1. 
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Table 3-1. Operator’s Controls and Instruments 


Index i Control, indicator or 
connector 


1 PERCENT MODULATION meter 
2 SET MOD control 

3 FREQUENCY MHZ indicator 

4 SET LEVEL control © 

5 OUTPUT LEVEL meter 


6 OUTPUT LEVEL switch 
4 RF OUTPUT connector 
8 TUNE control 

9 10 dB VERNIER control 


10 VERNIER control 

11 MARKERS VOLUME control 

1 MARKERS PHONE jack 

13 MARKERS FREQ 1 MHz—5 MHz 
14 MODE switch 


EXTERNAL INPUTS connectors: 


15 AM 

16 PULSE 

17 POWER switch 
18 BAND switch 
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Function 


Indicates level of am. modulation. Scale is read 0 to 100%. 

Varies amplitude modulation from 0 to 100%. 

Drum dial indicates output frequency in MHz. 

Provides fine setting of output level in 13 db range. 

Indicates output level between 0 and 1.0 in microvol ts, 
millivolts or volts, depending on setting of OUTPUT 
LEVEL switch, SET LEVEL and 10 DB VERNIER con- 
trols. 0 to +13 dbm scale is relative to OUTPUT LEVEL 
switch dbm scale. When OUTPUT LEVEL is set to +7 dbm 
(SET LEVEL) output voltage is that shown on OUTPUT 
LEVEL switch dial. 

Controls step attenuator that sets output level in 10 db range. 

Rf output through type N female connector. 

Coarse frequency control. 

Sets actual output level within range set by OUTPUT LEVEL 
switch. 

Fine frequency control. 

Sets audio level of marker beat note. Extreme ccw position 
(OFF) turns marker off. 

Marker audio output for external headphones. 

Position of toggle switch selects frequency interval between 
markers. Left position selects 1 MHz marker and right 
position selects 5 MHz marker. 

Selects modulation mode: 

CW—no modulation 

AM 

400 Hz - 400 Hz internal am. 

1 kHz - 1000 Hz internal am. 

EXT - am. from external signal 

PULSE—Pulse modulation from external signal 


External am. signal input. | 

f£xternal pulse modulation input. 

Applies or removes ac power to and from unit. Energized in 
ON position. 

Selects frequency ranges A through F. Proper range to select 
can be determined by looking at panel markings by main 
frequency dial. 


Section Il. OPERATION UNDER USUAL CONDITIONS 


3-3. Preliminary Starting Procedure 


Although the AN/USM-44C may be turned on with 
the controls in any position, the initial control 
settings in table 3-2 are recommended as a good 
starting position. 
3-4. Operating Procedure 
CAUTION 
When connecting the AN/USM-44C to an 
equipment capable of producing high-level rf 
or dc voltages, connect Fuseholder MX- 
1730/U in series between the RF OUTPUT 
connector and the output cable being used. 


This will prevent damaging the output 

circuits from inadvertent connection to a 

high level source. 

NOTE 

The AN/USM-44C will operate within 

specifications with less than 1 minute of 

warmup time, however, it is preferable to 

allow 10 to 15 minutes warmup for greater 

frequency stability. 

a. Connect the RF OUTPUT connector terminal 

of the AN/USM-44C to the equipment to be driven 
through a 50-ohm cable. 
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Table 3-2. Preliminary Control Settings 


Reference Control or Setting 
No. indicator 
17 POWER switch off 
14 MODE switch CW 
18 BAND switch A 
2 SET MOD control Fully ccw 
3, 8 FREQUENCY MHz and TUNE Set for 10 mHz 
control 
4 SET LEVEL control Fully ccw 
6 OUTPUT LEVEL switch fully ccw 
9 10 dB VERNIER (-127 dBm) 
ll MARKERS VOLUME Fully ccw 


b. Connect the power cable to a 115-volt or 230- 
volt ac source (para 2-8) and operate the POWER 
switch to ON. 

c. Set the BAND switch to the desired frequency 
range. 

dad. Rotate the tune control until the desired 
frequency is indicated on the FREQUENCY MHZ 
dial. 

e. Adjust the SET LEVEL control until an in- 
dication is obtained on the OUTPUT LEVEL meter. 
The SET LEVEL control is normally adjusted for a 
SET LEVEL(+7 DBM) indication on the OUTPUT 
LEVEL meter. 

f. Set the OUTPUT LEVEL switch and the 10 
DB VERNIER control to give the final desired 
output level. 

g. When the OUTPUT LEVEL meter indicates 
SET LEVEL(+7 DBM), the actual output level can 
be read directly from the OUTPUT LEVEL dial, if 
the output is terminated in 50 ohms. 

h. When internal amplitude modulation is to be 
used, rotate the MODE selector switch to 400 Hz or 
1 kHz position. Adjust the SET MOD control so 
that the PERCENT MODULATION meter in- 
dicates the desired modulation level. 

i. When external am. is to be used, connect the 
external modulating signal to the EXTERNAL 
INPUTS AM connector, set the external source to 
a level between 1 and 10 volts rms, and rotate the 
MODE selector switch to the EXT position. Adjust 
the SET MOD control so that the PERCENT 
MODULATION meter indicates the desired 
modulation level. 

j. For pulse modulation, connect external positive 
pulse generator to the EXTERNAL INPUTS 
PULSE connector. Set the pulse input level between 
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10 and 50 volts peak. Rotate the MODE switch to 
PULSE. The specified pulse modulation charac- 
teristics are obtained at output frequencies of 40 
MHz or higher. 


3-5. Dial Calibration 


The operator may check the calibration of the 
FREQUENCY MHz indicator using the built-in 1 
MHz and 5 MHz marker frequencies. 

a. Set- MARKERS FREQ switch to either 1 MHz 
or 5 MHz as desired. 

b. Set MARKERS VOLUME control for desired 
level. 

c. Rotate FREQUENCY MHz indicator until a 
beat note is obtained. The beat should occur at each 
exact multiple of the setting of the MARKERS 
FREQ switch (every 1 MHz or every 5 MHz). 


3-6. Standby and Shutdown. 
To place the equipment in standby condition, set the 


controls as specified in table 3-2. To shut the 
equipment down, set the POWER switch off. 


3-7. Operation Under Unusual Conditions 

THE AN/USM-44C should not be used under ex- 
treme conditions of temperature, moisture and 
humidity, dust or sandy conditions. Avoid exposing 
or operating the equipment under these conditions. 


3-8. Preparation for Movement 


a. Install the cables, adapters, TM and ac- 
cessories in the compartment located in the bottom 
of the transit case. 

b. Insert the TS-510C/U into the lower half of the 
case. 

c. Attach the top half of the case and close 
latches. 


_ 
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CHAPTER 4 


OPERATOR MAINTENANCE 


Section!. GENERAL 


4-1. Scope of Operator Maintenance 

Operator maintenance consists of performing 
preventive maintenance checks and services, 
keeping the equipment clean and free of foreign 
material and reporting any discrepancies, 
malfunctions or other problems to organizational 
maintenance. 

4-2. Operator Tools and Test Equipment 

No special tools or test equipment are required for 


maintenance by the operator. A high impedance (600 
ohms or greater) headset, with a standard telephone 
plug is required for checking equipment calibration. 
This plug mates with the front panel MARKERS 
PHONE jack. 


4-3. Lubrication 


No operator lubrication is required. When the 
equipment does require lubrication, refer it to 
organizational maintenance. 


Section I]. PREVENTIVE MAINTENANCE 


4-4, General 


Preventive maintenance consists of the systematic 
care and inspection of the equipment to help prevent 
deterioration, provide early detection of impending 
failure and maintain the equipment in good working 
condition. When preventive maintenance reveals 
defects in the equipment, it should be referred to 
higher category of maintenance for correction or 
repair. 

4-5. Preventive Maintenance Checks and Services 


The preventive maintenance checks and services 
assigned to the operator are listed in table 4-1. The 
item number indicates the correct sequence and 
frequency of the procedures. Defects discovered 
during operation of the equipment should be noted 
and reported to higher category of maintenance for 
correction. If a major defect is noted during 


operation, which could damage the equipment, stop 
operation immediately and notify organizational 
maintenance. 

4-6. Trouble Indications 

a. Turn On. Failure of the OUTPUT LEVEL 
switch lamp dial light to come on indicates a 
malfunction. Refer the unit to organizational 
maintenance for repair. 

b. Tuning Mechanism. If binding or slipping of 
the tuning dial is observed, refer the unit to 
organizational maintenance for repair. 

c. Level Set and Modulation. Failure of the 
OUTPUT LEVEL meter or PERCENT 
MODULATION meter to respond normally in- 
dicates a malfunction of the unit; refer it to 
organizational maintenance for repair. 


4-1 


B—Before operation 


4-2 


Sequence 
No. 


pio fa | 


Table 4-1. Operator Preventive Maintenance Checks and Services 


D— During operation 


ITEM TO BE INSPECTED 
PROCEDURE 


TUNING MECHANISM 
Turn throughout range. No binding or rough operation should be ob- 
served. 
ELECTRICAL POWER 
Turn POWER switch to ON. OUTPUT LEVEL switch dial lamp should 
light. 
OUTPUT LEVEL 
Tur SET LEVEL control from ccw to cw. OUTPUT LEVEL meter 
should indicate from 0 to full scale. 
MODULATION LEVEL 
Set MODE switch to 400 Hz. Rotate SET MOD control from ccw to cw. 
PERCENT MODULATION meter should indicate from 0 to past full 
scale (100%). 
FREQUENCY ACCURACY 
Plug headset into MARKERS PHONE jack and MARKERS FREQ 
switch to 5 MHz. Turn MARKERS VOLUME control fully cw. Tune 
AN/USM.-44C throughout its bands. Markers should be heard every 5 
MHz, within 0.5% of frequency indicated on dial. 


A—After operation 


Paragraph 
reference 


4-66 


4-6a 


4-6c 


4-6c 
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CHAPTER 5 


ORGANIZATIONAL MAINTENANCE 


5-1. Scope of Organizational Maintenance 
Organizational maintenance of this equipment is 
limited to preventive maintenance, lubrication, 
minor refinishing and replacement of lamps and 
fuses. 
5-2. Repainting and Refinishing 
CAUTION 
The unpainted strips on the dust cover 
bottom flange and the support flanges on the 
front and rear panels are unpainted for 
electrical conductivity. Do not paint or 
retouch these surfaces. 
- The paint color for the AN/USM-44C is Navy Grey 
per MIL-E-15090, Type II semigloss. Touchup may 
be done with airbrush or hand brush. Refer to TB 43- 
0118 for care and preserving US Army equipment. 


5-3. Lubrication 


CAUTION 
Do not attempt to disassemble or change the 
position of the tuning drum or the gearbox. 
Any attempt to do so will affect the 
calibration of the equipment. These ad- 
justments may only be made at general 
support maintenance. 
The tuning mechanism of the AN/USM-44C should 


be lubricated at annual intervals, using GL Grease 
(Aircraft and Instrument), as follows: 

a. Remove top cover. 

b. Apply light coating of grease to right angle and 
spur gears on rear of tuning shaft. Wipe off any 
excess grease. 

c. Reinstall the cover. 


5-4. Preventive Maintenance Checks and Services 
Refer to table 5-1 for preventive maintenance checks 
and services to be performed at the organizational 
category. 
5-5. Fuse and Lamp Replacement 
Failure of the dial lamp to light, when the POWER 
switch is turned to ON, may be caused by failure of 
the fuse or lamp. The fuse is located on the rear 
panel. Replace it with a 1 ampere 3AG slo-blo fuse. 
The lamp is located on the removable bracket on the 
underside of the chassis. Replace the lamp as 
follows: 

a. Remove the two screws holding the lamp 
bracket, and remove the bracket and holder. 

b. Remove the defective lamp from the holder. 
Replace it with a number 1829 lamp. 

c. Reposition the lampholder and bracket and 
fasten with the two screws removed in a above. 


Table 5-1. Organizational Preventive Maintenance Checks and Services 


TUNING MECHANISM 


ITEM TO BE INSPECTED 
PROCEDURE 


Worktime 
(task hrs) 


Turn throughout range. No binding or rough operation should be ob- 0.2 
served. 
2 ELECTRICAL POWER 
Turn POWER switch to ON. OUTPUT LEVEL switch dial lamp should 0.1 
light. 
3 OUTPUT LEVEL 
Turn SET LEVEL control from ccw to cw. OUTPUT LEVEL meter 0.1 
should indicate from 0 to full scale. 
4 MODULATOR LEVEL 
Turn MODE switch to 400 Hz. Rotate SET MOD control from ccw to cw. 0.1 
PERCENT MODULATION meter should indicate from 0 to past full 
scale (100%). 
5 TUNING ACCURACY 
Insert headset into MARKERS PHONE jack. Set MARKERS FREQ 
switch to 5 MHz. Turn MARKERS VOLUME control cw Tune 
throughout all bands. Markers should be heard every 5 MHz within 
0.5% of indicated frequency 
6 LUBRICATION 
Follow lubrication instructions of paragraph 5-3. 0.2 
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Table 5-1. Organizational Preventive Maintenance Checks and Services —Continued 


Sentence ITEM TO BF INSPECTED Worktime 
No PROCEDURF (task hrs) 
7 PHYSICAL INSPECTION 
Check exterior of equipment for scratches, evidence of breaks or cracks, 0.1 


etc. Check to see that attenuator detent is functioning. Inspect line cord 
for breaks. fraying or deterioration. Use ohmmeter to verify that line 
cord ground is connected to chassis. Repaint or refinish as required, in 
accordance with paragraph 5-2. 


5-6. Replacing Fuse in Fuseholder MX-1730/ U c. Replace the connectors. When checking the 
a. Unscrew both ends of the MX-1730/U, using continuity of the fuse with an ohmmeter, be certain 

an open-end wrench to secure the connector. to use a high-resistance scale to avoid blowing the 
b. Remove and replace the fuse; be careful not to fuse. 


disturb the alignment of the center conductor. 
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CHAPTER 6 


FUNCTIONING OF EQUIPMENT 


Section!. FUNCTIONAL DESCRIPTION 


6-1. General 

The AN/USM-44C is a _ general-purpose signal 
generator capable or producing a sinewave rf output 
over a frequency range from 7.6 to 500 MHz. The 
output frequency is controlled by a six-position 
switch and a frequency dial. The amplitude of the 
signal can be controlled through a SET LEVEL 
control and an OUTPUT LEVEL switch. Amplitude 
modulation may be applied from 0 to 95 percent from 
internal sources of 400 Hz and 1000 Hz sinewave, 


or from 20 Hz to 20 kHz externally applied 
sinewave. Pulse modulation may also be applied 
from an external source. A _ precision internal 
oscillator provides frequency markers at 1 MHz 
and 5 MHz intervals for accurate calibration of the 
frequency dial by the operator. An overall block 
diagram of the unit is shown in figure 6-1. The 
following paragraphs explain the functions of the 
individual circuits. 
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6-2. Oscillator Assembly Al. 

Oscillator assembly Al provides the basic 
radiofrequency (rf) signal for use on all bands. This 
| signal is a +16 dbm signal which is variable from 
242 MHz to 500 MHz, depending on the position of 
the FREQUENCY MHz indicator. The oscillator is a 
sealed, nonrepairable module. 


6-3. Divider Assembly A8 

Divider assembly A8 receives the 242 MHz to 500 
MHz signal from the oscillator assembly and 
produces the lower frequency signals for bands A 
through E. This is accomplished through a series of 
digital dividers and filters. The output of the divider 
assembly is a signal at approximately —5 dbm at a 
frequency determined by the range setting and the 
position of the tuning dial. 


6-1. Amplifier and Leveler Assembly A9 

The amplifier and leveler assembly receives the 
output signal from the divider assembly. This signal 
is then amplified by an amount determined by the 
SET LEVEL control and the 10 DB VERNIER 
control. Amplitude modulation and pulse 
modulation are also accomplished in the amplifier 
and leveler assembly. 


6-5. Modulation Oscillator Assembly A7. 


Modulation oscillator assembly A7 generates the 400 
Hz and 1000 Hz modulating signals used for internal 
amplitude modulation. The assembly also provides 
shaping for pulse modulation signals. 


6-6. Meter and Amplitude Regulator Assembly A6 
Meter and amplitude regulator assembly A6 
provides the regulation signals for amplifier and 
leveler assembly A9, producing leveling and am- 
plitude modulation. Outputs from A6 are also 
provided to the OUTPUT LEViL meter and the 
PERCENT MODULATION meter. 


6-7. Marker Oscillator Assembly A5 


Marker oscillator assembly A5 contains a crystal- 
controlled oscillator which provides calibration 
markers used when checking the calibration of the 
frequency dial. The assembly also contains a 
hysteresis switch to control the response of the 
filters in divider assembly A8 and in amplifier and 
leveler assembly AQ. 


6-8. Rectifier and Power Supply Regulator 
Assemblies 

Rectifier assembly A3 provides unregulated dc 
power to power supply regulator assembly All, 
which provides the regulated dual-pole 15-volt and 
24-volt output power for the entire unit. 


6-9. Attenuator Assembly A2. 


Attenuator assembly A2 is a mechanically switched 
attenuator used to reduce the output level of the 
equipment to the desired level. 


Section Il. DETAILED DESCRIPTION 


6-10. General 


The following paragraphs in this section discuss the 
electrical operation of each of the assemblies. Refer 
to the overall schematic diagram in figure FO-2. 
Note that each assembly is defined and outlined by a 
dashed line. The reference designations used for 
individual circuit elements should be prefixed with 
the reference designation for the assembly being 
discussed. 


6-11. Oscillator Assembly Al. 


The oscillator assembly is a solid-state nonrepairable 
sealed unit. The unit has two terminals and an rf 
output. Terminal 1 is a power connection and is 
connected to the —20 volt power supply through 
series resistor Rl and shunt capacitor C2. Resistor 
Rl and capacitor C2 act as a noise filter for the power 
lead. Terminal 2 is a fine-tuning connection, which is 
connected to the arm of Rl, the VERNIER control. 
Shunt capacitor Cl reduces any noise on the fine- 
tuning lead. The frequency of the assembly out put is 
variable through a mechanical drive connection. 


6-12. Divider Assembly A8. 


a. Divider assembly A8 produces and selects the 
rf signals for the five lower bands (A through §&), 
which are all exact subharmonics of the rf output 
(242 MHz to 500 MHz) of the oscillator assembly. 
The circuits comprising the divider assembly are 
mounted on divider board A8A1, which is mounted 
inside A8. 

b. The incoming rf signal from Al is applied 
through attenuator network R49 through R51 to a 
pulse shaping network consisting of diodes CR30 
through CR33 and resistor R48. This conditions the 
incoming signal for division by two in divider in- 
tegrated circuit Ul. The incoming signal is also 
applied through a second attenuator network 
consisting of resistors R22 through R26. When band 
F is selected, —15 volts dc is applied from switch S2 
to P.I.N. diodes CR7 and CR18 which pass the 
signal directly to RF OUTPUT connector J2. 

c. Integrated circuits U1, U2, U3A, U3B and U4 
make up a digital frequency divider which provides 
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division by 2, 4, 8, 16 and 32, to provide the output 
frequencies for bands E, D, C, B and A. The com- 
plementary outputs of Ul are combined in trans- 
former T5 and applied through an rc coupling 
circuit to low-pass filter assembly A2. The filter 
assembly removes unwanted frequencies generated 
by the divider circuit and reshapes the output into a 
sinewave signal. The filters reject all frequencies 
above the high limit of the selected band. Each filter 
may also have its pole lowered so that it will reject all 
frequencies above the midpoint of the band when 
operating in the lower half of the band. This is 
controlled by P.I.N. diodes CR1 and CR2 and 
capacitors Cl and C2 in each filter. 

d. The output of filter assembly A2 is outputted 
through P.I.N. diodes CR8 and CR17, which are 
enabled when switch S2 isin BAND E position. The 
same output from S2 is applied to the base of 
transistor Q2, turning it on and disabling divider 
U2, which turns off the rest of the divider network. 
Each of the other dividers operates the same way, 
depending on the position of the BAND switch. 

e. Power for the logic circuits (U1 through U4) is 
provided by voltage divider CR19 through CR24 and 
filter capacitors C30 and C31, which provide +2 
volts and —3.2 volts dc. 


6-13. Amplifier and Leveler Assembly A9 


a. Amplifier and leveler assembly A9 performs 
four hasic functions: 

(1) Amplifies the rf signal from the divider 
board to the required level. 

(2) Regulates the output level. 

(3) Provides amplitude modulation. 

(4) Provides pulse modulation. 

b. The amplifier assembly consists of two circuit 
boards (A9A1 and A9A2) mounted in a shielded 
enclosure. Circuit board A9A2 amplifies the rf signal 
from rf divider assembly A8. The amplification 
stages are functionally identical throughout 
assembly AQ. 

c. Transistor Q1 is the first stage of the input 
amplifier. The collector supply of Q1 is filtered by L3 
and C1. Resistors R5 and R6 provide a collector load 
which determines the operating collector current. 
Resistors R3 and R4 determine collector voltage. 
Resistor R4 is connected to a negative bias supply, 
which is bypassed by inductor L4 and capacitor C3. 
Capacitors C4 and C6 are coupling capacitors. The 
second stage of A9A2 performs identically. Each 
amplifier stage has a nominal gain of 7 db. The 
output of A9A2 is provided through coupling 
capacitor Cll to the P.I.N. leveling diodes and 
A9A1. Another output through C9 is connected to 
the auxiliary output jack on the rear panel and to the 
birdie marker circuit on A9AIL. 

d. The marker circuit is a mixer which combines 
the harmonics of a 5 MHz or 1 MHz crystal output 
and the rf output. Transistors A2Q3 and A2Q4 
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produce a high level of harmonics from the crystal 
signal. Diodes A2CR1 and A2CR2 mix the harmonic 
signal with the rf output to produce a beat note. The | 
audio output of the mixer is then returned to | 
assembly A5 for amplification. 

e. The level of the rf signal into amplifier board 
AQ9A1 is controlled by A1CR1 and A1CR2, which are 
P.I.N. diodes. The controlling current for these 
diodes comes from the A6 assembly. The rf is then 
amplified in A1Q1, A1Q2, A1Q3 and A1Q4. These 
stages are functionally identical with those used in 
A2. 

f. Following the last amplifier stage are filters, 
identical with those used in the A8 assembly, which 
are used to reduce the harmonics produced in the 
amplifier assembly. The output of the filters is 
detected by CR15. The detected signal is returned to 
assembly A6 as a feedback signal. After detection, 
the rf signal is connected to pulse circuit consisting 
of P.I.N. diodes CR16 through CR19. These diodes 
act as switches which direct the output either to 
dummy load R38, or to the output circuit. The 
output circuit consists of a high-pass filter. The 
output is then connected to output attenuator 
assembly A2. 


6-14. Modulation Oscillator Assembly 

a. Modulation oscillator assembly A7 contains a 
sinewave oscillator for internal amplitude nodulation 
and a pulse conditioner for pulse modulation. The 
sinewave oscillator is a function generator integrated 
oscillator is a function generator integrated circuit 
(U1) with an internal shaping circuit. Resistors R2 
and R3 adjust the distortion of the sinewave output. 
Potentiometer Rl adjusts the symmetry of the 
waveform. Fine-frequency adjustment if provided 
by R4 for 400Hz and R5 for 1kHz. Circuit AR1 
provides output amplification. 

b. The pulse conditioner consists of transistors Q1 
through Q5 and their associated circuits. Transistor 
Q3 acts as a control circuit. When the unit is in pulse 
mode and no pulse is present, Q3 is on, causing Q2 
and Q5 to conduct. A positive direction current is 
then sent to the pulse switch circuit in assembly AQ. 
When the pulse is present, Q2 and Q5 shut off an Q1 
and Q4 conduct, sending a negative direction current 
to A9. The negative direction current turns on the 
out put rf. In the cw mode, Q3 is held cut off, holding 
the output rf on. 


6-15. Meter and Amplitude Regulator Assembly A6 

The meter and amplitude regulator assembly 
generates a reference envelope signal. This signal is 
supplied, through an error amplifier, to the P.I.N. 
attenuator in assembly AQ, such that the detected rf 
output has the desired output in level and 
modulation. Integrated circuit AR1 amplifies the 
modulation waveform to the proper level. The signal 
is then detected by AR2 and AR3. Rectification is 
accomplished by CR6, which allows the output of 


AR2 to produce a negative response only to the 
positive half of the modulation waveform. Circuit 
AR3 then adds twice the response of AR2 to the 
original signal, producing a full-wave rectified 
sinewave. This wave is filtered by C5 and the dc 
component is displayed on. the PERCENT 
MODULATION meter. The modulating signal at 
theoutput of ARI1 is added to the dc voltage 
corresponding to the maximum cw rf level by AR4. 
The SET LEVEL control varies the gain of AR4 


such that the modulation percentage remains © 


constant. The output of AR4 is connected to the 10 
dB VERNIER control on the front panel. The output 
from this control is compared to the actual rf en- 
velope by AR6. Any difference is amplified by AR6 
and a correcting signal is applied to the P.I.N. at- 
tenuator in A9. Integrated circuit AR5 displays the 
dc component of the reference envelope on the front 
panel OUTPUT LEVEL meter. 


6-16. Marker Oscillator Assembly A5 

a. Marker oscillator assembly A5 contains a 10- 
MHz crystal oscillator. The output of the oscillator 
is divided by 2, then by 5 to produce the 5 MHz and 
1 MHz signals. The oscillator consists of Q1, crystal 
Y1 and the associated circuits. The output level of 
the oscillator is set by R3 and fine frequency is 
adjusted by C3. The two-to-one and five-to-one 
divisions are accomplished in integrated circuit U1. 
Selection of 5 MHz or 1 MHz markers is made 
through integrated circuit U2. The selected output of 
U2 is amplified through transmitters Q2 and Q3 and 
sent to assembly A9. The audio mixer output from 
AQ is amplifiied by differential amplifier AR1 and 
supplied to the MARKERS PHONE jack. 


b. Schmitt trigger circuit AR2 is also located on 
assembly A5. This circuit is used to switch the poles 
of the filters in A8 and AQ. Transistors Q5, Q6, and 
Q7 amplify the dc output of the Schmitt trigger. 


6-17. Rectifier Assembly A3 


Rectifier assembly A3 contains the main rectifier 
diodes and filter capacitors for the power supply. 
Inputs to the circuit are from power transformer T1. 
Either 115-volt or 230-volt power selection is made 
through POWER switch S4. 


6-18. Power Supply and Regulator Assembly All. 


The unregulated outputs of rectifier assembly A3 are 
supplied to assembly All which produces the 
regulated outputs of —15, +15, —24 and +24 
volts. Series pass transistors Q1, Q2, Q3, and Q4 
are mounted on the main chassis. The remainer of 
the regulator circuits are mounted on “All. 
Regulation for the +15 and —15 volt outputs is 
provided by integrated circuits AR1 and ARQ. 
Regulation for the +24 and —24 volt outputs is 
provided by AR3 and AR4. Output voltage ad- 
justments are provided through feedback poten- 
tiometers R4, R10, R15 and R21. 


6-19. Output Attenuator Assembly A2. 


The output attenuator assembly contains the output 
attenuator and the mechanical portion of the 10 dB 
VERNIER. The output attenuator is a 
nonrepairable assembly which attenuates the output 
signal in 10 db steps. The 10 dB VERNIER is an 
electronic attenuator with part of its circuitry 
located in meter and amplitude regulator assembly 
A6. 
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CHAPTER 7 


DIRECT AND GENERAL SUPPORT MAINTENANCE 


NOTE 
No direct support maintenance is authorized for this equipment. Refer all repairs above 
the organizational category to general support maintenance. 


Section!. GENERAL 


7-1. Maintenance Diagrams 


This chapter includes parts location diagrams, 
voltage resistance and waveform diagrams, and test 
equipment setup diagrams. A complete schematic 
diagram for the equipment and its assemblies is shown 
in figure FO-2. Figure FO-3 is a wiring diagram of the 
equipment. Figure FO-4 shows the locations of the 
major assemblies, chassis-mounted parts and certain 
test points. Dcresistance values for power transformer 
T1 areprovided in table7-1. 


7-2. Tools and Test Equipment Required 
a. A complete list of tools and test equipment: 
: Equipment 


Generator, Signal AN/USM-44C 
Analyzer, Spectrum AN/UPM-84 


Counter, Electronic Digital Readout AN/USM-207A 


* Generator, Pulse AN/PPM-1 


Generator, Signal Sweep AN/USM-2038A 


Multimeter TS-352B/U 
Oscilloscope AN/USM-281(*) 
Wattmeter AN/URM-98 


Analyzer, Spectrum TS-723/U 


required for the maintenance of the AN/USM-44C is 
given in appendix C. Appendix C also defines 
maintenance tasks and allocations. General support 
maintenance personnel are automatically authorized 
to perform all tasks allocated to lower categories of 
maintenance. 

b. Throughout this chapter, references made to 
test equipment reflect the equipments specified in 
appendix C. These equipments may be referenced by 
common names as listed in the following chart. 


Common name 


Signal generator 
Spectrum analyzer 
Frequency counter 
Pulse generator 
Sweep generator 
Multimeter 
Oscilloscope 
Wattmeter 


Distortion Analyzer 8 


Table 7-1. Dc Resistance of Transformer Windings 


Terminals 


Oo 


Resistance 
(Ohms) 


Section Il. TROUBLESHOOTING 


7-3. General 

This section contains instructions for isolating a 
fault in the equipment to a particular defective 
assembly or subassembly and then to the par- 
ticular defective part of component on _ the 
assembly or subassembly. Table 7-2 lists faults 
that may be encountered during performance of the 
general support testing procedures, or which may 


be reported as failure from a lower category of 
maintenance. The table references particular 
paragraphs for procedures to be followed for 
further fault isolation. 
NOTE 
The power supply tests in paragraph 7-4 
should be performed before any other .tests. 


Change 1 7-1 
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Be certain that the output voltages are the location of the power supply assemblies and to 
correct, because they will seriously affect the figures 7-1 and 7-2 for parts location and test point 
results of any other tests. location on the All assembly. Figure 7-3 gives 
7-4. Power Supply Tests circuit voltage and resistance measurements for 


a. Using Multimeter TS-352B/U, measure the assemnDiyr inky: 


voltages listed in table 7-3. Refer to figure FO-4 for 


Table 7-2. Troubleshooting and Fault Isolation 


Rf output level incorrect 


Probable cause Corrective action 


Defective assembly AQ or A8. Perform troubleshooting procedure of 


paragraph 7-5. 


2 Rf output frequency incorrect on all| Defective or misaligned oscillator Al. Align in accordance with paragraph 

bands. Level correct. 7-13. If alignment does not correct, 
replace oscillator AlA1. 

3 Rf level and frequency correct in CW,]} Defective or misaligned A7 assembly. Perform procedures of paragraph 7- 
but AM incorrect in 400Hz and 1 10. 
KHz positions of MODE switch 
and correct in EXT AM position. 

4 Same as item 3, except EXT AM is| Defective or misaligned A6 assembly. Perform procedures of paragraph 7-9. 
also incorrect. 

5 Rf level and frequency correct and| Defective or misaligned A7 assembly. Perform procedures of paragraph 7- 


PULSE mode incorrect. 10. 


Table 7-3. Power Supply Voltages 


Test point Nominal voltage Acceptable range (V) 
A +15 14.5—15.5 
B —15 —14.5— —15.5 
Cc +24 20 V—28 
D —24 —20——28 


ELIOLOZ2 


Figure 7-1. Rectifier board A3, parts location. 
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RI5 R4 
+24V ADS +15 V ADJ 


R21 R10 
—24V ADJ —15V ADJ 


ELIOLO23 


Figure 7-2. Power supply regulator All, parts location. 


NOTE 


The word replace in the following procedures may mean 
reinstall or replace depending upon whether a removed 
component is found, after testing, to be good or bad. 
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2N2905A Ql 2N2905A 2 
REGULATOR REGULATOR 
-15.5V -15V 
100 
E 4) 22 
-16V 2 -15.5V 
10K 100 
c 22 = 22 
-24V 2N2905A Q3 -16V 
REGULATOR 
-24V 
100 
22 
-24.5V 
100 
22 
2N2905A Q4 723C ARI 
REGULATOR REGULATOR 
-24.5V 
50 
E 22 
-25V 
10K 
< 22 
7123C AR3 
By dh! REGULATOR 
+40V 
141C  AR2 T41C ARS 
REGULATOR REGULATOR 
+#15V +15V 
8 
0 0 
4 
0 
-15V -15V 
(NOTE 3) 
ELIOLO!! 


Figure 7-3. Power supply regulator All, circuit measurements. 


b. If the power supply voltages are incorrect, 
perform the adjustments in paragraph 7-15. If the 
adjustment procedure will not bring the voltages in, 
perform the procedure below. 

(1) Remove assembly All from its socket and 
perform the resistance measurements in table 7-4, 
using the RX1 scale on the multimeter. Make the 
measurements at the socket. 


7-4 Change 1 


(2) If the resistance measurements are correct, 
reinstall All and perform voltage and resistance 
measurements as indicated in figure 7-3 to locate the 
defective part. If the resistance readings are lower 
than indicated, there may be a short circuit in the 
equipment. Systematically remove and replace the 
other assemblies to determine the location of the 
defect. 


Table 7-4. Power Supply Resistances 


Pin number Correct resistance (ohms) 


9 (+15V) 65 

7 (—15V) 75 

13 (+24V) 80 

15 (—24V) ' 80 
NOTE 


Use the positive lead of the multimeter for ground 
and the negative lead for the resistance 
measurement. 


7-5. Rf Ouput Level Troubleshooting 


a. This procedure isolates the defective assembly 
in case of incorrect rf output level. Test points for 
these tests are illustrated in figure FO-4. Using the 
wattmeter, perform the following measurements in 
the order indicated: 

(1) Disconnect cable from divider 
assembly A8 to oscillator assembly Al 
at the oscillator connector. 

(2) Measure the output of the rf oscillator at test 
point 1. The level should be between +15 and +20 
dbm, and the frequency should be variable between 
250 and 500 MHz on all bands. If these results are 
not obtained, refer to paragraph 7-6. 

(3) Reconnect the cable from the oscillator 
assembly and connect the wattmeter‘to the output of 
the divider board at test point 2. The output should 
be variable between —10 and —5 dbm. If these levels 
are not obtained, go to paragraph 7-7. 

(4) Replace the original cable on the output of 
divider assembly A8 and disconnect the cable from 
the output of A9. Connect the wattmeter to the 
output of A9 (test point 3). This signal should be 
variable in amplitude between —3 and +7 dbm as 
indicated by the 10 db vernier when the OUTPUT 
LEVEL meter indicates +7 dbm (SET LEVEL). If 
this level is not obtained, go to paragraph 7-8. 

b. Perform an ohmmeter check point on the 
output attenuator subassembly as follows: . 

(1) Set the 10 DB VERNIER control and the 
OUTPUT LEVEL switch) fully cw. 

(2) Disconnect the cable between AQ and A2. 

(3) Measure the resistance between the center 
and outer conductors on the RF OUTPUT jack. This 
should be an open circuit. 

(4) Measure the resistance between the center 
conductors on the RF OUTPUT jack and the plug 
(P2) on the rear of the attenuator. This should in- 
dicate a short circuit (Oohm). 

(5) If these readings are not obtained, check the 
cables and the output attenuator separately and 
replace the defective part. 

(6) Reconnect the cables. 


7-6. Oscillator Assembly Troubleshooting 


a. Troubleshooting. Since the oscillator (A1A1) is 
a nonrepairable subassembly, troubleshooting is 
limited to determining that the oscillator is func- 
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tioning, that the proper output levels are present, 
and that power connections are complete. 

(1) Using Multimeter TS-352B/U, check 
voltage at A1C1. Voltage should be —24 volts. If not, 
check A1R1 (A6) (fig. FO-5). 

(2) Connect the TS-352B/U to A1C2. Measure 
voltage while turning VERNIER control on front 
panel from ccw to cw position. Voltage should vary 
from 0 to approximately 15 volts. If not, check 
VERNIER potentiometer Rl and subassembly A5. 

(3) Disconnect cable from AlJl and connect 
Wattmeter AN/URM-98 to oscillator output con- 
nector. Output should measure between +15 and 
+18 dbm. a eee 

(4) If output is low or missing, remove cover 
assembly (9, fig. FO-5) by removing four screws 
(13). If necessary, remove either or both bracket 
angles (10). - 

(5) Disconnect internal cable connector (12) 
from A1A1 and connect Wattmeter AN/URM-98 to 
A1A1. Output should measure between +15 and 
+18 dbm. If correct, check cable and connector 
AlJl. 

(6) If output is low or missing, check voltages at 
input connectors of AlA1. If voltages are correct, 
replace AlA1 as specified in 6 below. 

b. Removal and Replacement of Oscillator 
A1A1. If subassembly A1A1 is defective, turn off 
all power and remove the subassembly. Replace it 
with a new unit. The procedure is as follows: 

(1) With the unit on its side, disconnect shaft 
coupling (2, fig. FO-5). 

(2) Remove four mounting machine screws (1) 
and lift assembly Al from unit. If necessary, un- 
solder wires from standoff (24) and feed-through 
capacitor C2 (16). 

(3) Remove top spur gear (3) and hub (4). 

(4) Loosen setscrews on horizontal miter gear (5) 
and remove shaft (6). Leave limiting stop parts on 
shaft. Remove miter gear (5). 

(5) Loosen setscrews on vertical miter gear (7). 

(6) Remove vertical screws (8). 

(7) If not already removed, remove cover (9) and 
bracket angles (10). 

(8) Withdraw oscillator (11) and disconnect 
cable (12). 

(9) Flag and unsolder wires from oscillator (11). 

(10) Draw oscillator out of unit. 

(11) Install new oscillator and connect wires 
unsoldered in (9) above. 

(12) Connect AN/URM-98 to oscillator AlA1 
output connector and turn on power. Be careful not 
to short out exposed wires. Allow 1 minute for 
warmup and measure output power. The AN/URM- 
98 should indicate between +15 and +18 dbm. 

(13) Turn power off and disconnect Wattmeter 
AN/URM-98. 

(14) Install gearbox on oscillator shaft and 
install horizontal shaft and miter gear. Be certain 
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that miter gears (5 and 7) mesh properly before 
tightening setscrews in miter gear (7). 

(15) Install assembly Al in unit and tighten 
screws (1). 

(16) Connect and tighten shaft coupling (2). 

(17) Connect cable (12) to AlAl1 output con- 
nector. 

(18) Install cover brackets (10) and cover (9) 
with screws (13). 

(19) Connect cable from A8 to AlJ1. 

(20) Perform oscillator alignment procedure as 
outlined in paragraph 7-13. 


7-7. Divider Assembly Troubleshooting 


a. Divider assembly A8 divides the output of 
oscillator assembly Al for the five lower bands (A 


through E). Troubleshooting techniques for the 
assembly include oscilloscope and frequency counter 


measurements of the output for each band, voltage | 
measurements with the equipment operating and — 


resistance measurements with the equipment power 
off. The proper voltage and resistance measurements 


are listed in table 7-5. Thelistings are grouped by band 


and reflect the readings with the BAND switch inthe 
proper position (as listed in the table). If signal tracing 
techniques are used, start with the highest band 
(BAND F) and work down toBANDA. The schematic 
diagram of the A8 assembly is shown in figure FO- 
2, sheet 2. For disassembly and parts location 
diagrams, refer to figures FO-6 and 7-4. Transistor 


and integrated circuit measurements are shown in 
figure 7-5. 


Table 7-5. Rf Divider A8, Voltage and Resistance Measurements 


Positive meter Voltage 
BAND lead position indication 
switch (volts) 


+2V test point 
—3V test point 
CR33 anode © 
CR31 anode 
Ul, pin7 
U1, pin 2 
U1, pin 3 
U2, pin 2 
U2, Pin 3 
U3, pin 2 
U3, pin 3 
U3, pin 15 
U8, pin 14 
U4, pin 2 
U4, pin 3 
CR1 anode 
CR1 anode 
CR29 anode 
CR29 anode 
CR2 anode 
CR2 anode 
CR28 anode 
CR28 anode 
CR3 anode 
CR3 anode 
CR27 anode 
CR27 anode 
CR4 anode 
CR4 anode 
CR26 anode 
CR26 anode 
CR5 anode 
CR5 anode 
CR25 anode 
CR25 anode 
CR6 anode 
CR6 anode 
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Reverse 
Resistance resistance Remarks 
(ohms) (ohms) 

35 4 
100 +10 
20 +4 
20 +4 
Open Note 2 
Open 
Open 
Open 
Open 
Open 
Open 
Open 
Open 
Open 
Open 
30 +4 Band A 
30 +4 Band A 
Open Band A 
Open Band A 
30 +4 Band B 
30 +4 Band B 
Open Band B 
Open Band B 
30 4 Band C 
30 4 Band C 
Open Band C 
Open Band C 
70 +8 Band D 
70 +8 Band D 
Open Band D 
Open Band D 
70 +8 Band E 
70 +8 Band E 
Open Band E 
Open Band E 
75 +8 Band F 
75 +8 Band F 


NOTES 
All resistances should be measured with the multimeter set to RX1 with reference 


In order to balance the circuit 


The listed plus or minus amount in the table is a recommended specifica- 
properly some resistance values may have 


2. This voltage depends on the setting of R42. Refer to the alignment section for this ad- 
justment. 
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Figure 7-5. Rf divider board A8Al, circuit measurements. 


b. The filter assemblies used in A8A1 are all 
functionally identical and schematically similar. 
Peculiar part values for the filter assemblies are 
listed in the chart in figure FO-2. Normal voltage 
and resistance values for the filters are listed in table 
7-6. 


7-8. Rf Amplifier Assembly Troubleshooting 


a. Rf amplifier assembly A9 amplifies the signal 
from A8 to the required level and provides am- 
plitude and pulse modulation. For troubleshooting 
assembly A9 and subassemblies A9A1 and A9A2, 
refer to figure FO-2, sheet 3 for the schematic 
diagram, figures 7-6 and 7-7 for transistor and in- 
tegrated circuit voltage and resistance data, figures 
7-8 and FO-8 for parts location and figure FO-7 for 
disassembly information. 


DUAL =2 
+2V 8 9 
-3V 
16 
1 
+2V 
1 16 
ELIOLOO8 
6. Signal tracing techniques, using an 


oscilloscope and a frequency counter, may be used to 
isolate a fault to a defective stage. Voltage 
measurements based on figures 7-6 and 7-7 and table 
7-7 should then be made to further isolate the fault to 
a defective part. Voltage measurements should be 
made with the equipment operating. Resistance 
measurements can then be made to confirm the 
defect. Use the multimeter on the RX1 scale with the 
equipment turned off. 

c. The filter assemblies used in A9A1 are identical 
with those used in A8Al. Troubleshooting 
techniques for the filters are detailed in paragraph 7- 
7b. Component values are listed in the chart in figure 
FO-2, sheet 3. 


Table 7-6. Filter Assemblies, Voltage and Resistance Measurements 


FREQUENCY dial 
position 


Positive meter 
lead position 


Maximum CR1 anode 


frequency 
CR2 anode 
Minimum CR1 anode 
frequency CR2 anode 


psec note 1, table 7-5. 
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Figure 7-6. Rf amplifier board A9A1, circuit measurements. 
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Figure 7-7. Rf preamplifier board AQ9A2, circuit measurements. 
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Figure 7-8. Rf preamplifier board A9A2, parts location. 
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Table 7-7. Rf Amplifier A9. Voltage and Resistance Measurement 5 


Voltage 
indication 
(volts) 


switch lead position 
Junction of 
AlR2 & A1R42 
A1CR8 anode 
A1CR8 anode 
A1CR7 anode 
A1CR7 anode 
A1CR6 anode 
A1CR6 anode 
A1CR5 anode 
A1CR5 anode 
A1CR4 anode 
A1CR4 anode 
A1CR3 anode 
A1CR3 anode 
A1CR18 anode 
A1CR18 anode 
A1CR17 anode 
A1CR17 anode 
A2CR1 anode 


ere > 


"Reverse 
‘resistance 
(ohms) 


Resistance 


‘ohms) Remarks 


Open 


24 +4 
24 +4 
24 +4 
24 +4 
24 +4 
2444 
24 +4 
24 +4 
24 +4 
24 <4 
24 +4 
24 +4 
24 +4 
24 +4 
24 +4 
24 +4 
400 +100 


Note 3 
Note 4 
Note 3 
Note 4_ 


NOTES 


1. Measure resistance on RX1 scale. 


2. This voltage should rise to +14V with SET LEVEL control fully cw and —14V when SET 


LEVEL control is fully cew. 
3. MODE switch at CW. 
4. MODE switch at PULSE. 


7-9. Meter and Amplitude Regulator Assembly 
Troubleshooting 


a. Troubleshooting assembly A6 consists of 
making the voltage and resistance measurements 
indicated in figure 7-10. Parts location for A6 are 
shown in figure 7-9. The following test may also be 
performed on operational amplifiers AR1 through 
AR6. 

(1) Set the multimeter on a range to measure 30 
volts de. 
(2) Measure the voltage at pin 2 of the amplifier, 


. with respect to pin 3 and note the polarity of the 


voltage. 

(3) Measure the voltage at the output with 
respect to ground. If it is not of the opposite polarity 
measured in (2) above, the amplifier is defective and 
should be replaced. 

b. The adjustments required for assembly A6 are 


described in paragraph 7-18. Before replacing any 
parts, attempt to correct the problem by performing 
the alignment adjustments. 


7-10. Modulation Oscillator Assembly Trouble- 
shooting 


Troubleshooting modulation oscillator assembly A7 
consists primarily in measuring voltages and 
resistances in the circuits and observing waveforms 
in the oscilloscope. Parts location for assembly A7 
are shown in figure 7-11. Voltage and resistance 
measurements are shown in figure 7-12. Waveform 
data for integrated circuit U1 is shown in figure 7-13. 
Integrated circuit ARl may be tested using the 
technique described in paragraph 7-7. Adjustment 
procedures for A7 are provided in paragraph 7-19. 
Attempt to correct faults by adjustments before 
replacing parts. 
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Figure 7-9. Meter and amplitude regulator A6, parts location. 
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Figure 7-11. Modulation oscillator A7, parts location. 
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Figure 7-12. Modulation oscillator A7, circuit measurements. 


7-11. Marker Oscillator Assembly Troubleshooting 
Troubleshooting marker oscillator assembly A5 
consists primarily in measuring waveforms, voltage 
and resistance in the circuit. Waveform data is 
provided in figure 7-13. Parts location and test 
points are shown in figure 7-14 and voltage and 
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resistance values are given in figure 7-15. Ad- 
justments which can be performed on A5 are detailed 
in paragraph 7-20. Attempt to correct apparent 
failures by adjustment before replacing parts, unless 
the parts are obviously defective. 


(a) SPECTRUM ANALYZER DISPLAY 
VERTICAL: LIN 
BANDWIDTH: MAX 
HORIZONTAL:MAX DISPERSION 
FREQ:500 MHz 


 }OSCILLOSCOPE DISPLAY OF ASUI.TP1,TP2&TP3 
VERTICAL: 2 DIV 
HORIZONTAL: 2 USEC/DIV 


le}OSCILLOSCOPE DISPLAY OF 50% A.M. 
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Figure 7-13. Waveform data. 
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Figure 7-14. Marker oscillator AS, parts location. 
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Figure 7-15. Marker oscillator A5, circuit measurements. 


Section II]. ALIGNMENT AND ADJUSTMENT 


7-12. General 


This section contains alignment and adjustment 
procedures for the AN/USM-44C. No disassembly of 


the unit is required for these procedures other than 


removal of the top or bottom cover, as appropriate. 
Table 7-8 lists all of the alignment procedures, the 
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assemblies and subassemblies affected and 
paragraph references for the procedure. 


7-13. Oscillator Al. 
This procedure covers adjustment of the frequency 
dial drum and oscillator assembly Al. 

a. Loosen four setscrews on hub on top spur gear 
of oscillator assembly Al (3 and 4, fig. FO-5). 

b. Gently rotate main tuning drum through its 
travel. Drum should rotate approximately 1 inch 
past end of calibrate scale on each end. If not, reset 
flexible coupling setscrews (fig. 7-16). 

c. Connect test equipment as shown in figure 7- 
17. 

d. Set BAND switch to F and turn tuning crank 
until frequency counter indicates exactly 400 MHz. 

e. While holding tuning crank to maintain 400 
MHz on frequency counter, rotate drum to indicate 
400 MHz. 

f. Tighten setscrews on upper spur gear. 


i FLEXIBLE COUPLING 
‘SET SCREWS UNDER 
MAIN TUNING DIAL 


g. Turn tuning crank counterclockwise until 
tuning dial indicates 500 MHz. 


Table 7-8. Alignment Schedule 


Paragraph 
reference 


Alignment 


Frequency accuracy 


Output level calibration 7-184 
Modulation percent calibration 7-186 
Modulation distortion 7-194 
Modulation frequency 7-19a 
Pulse shape 7-196 
Rf harmonic distortion 7-17 
Rf harmonic distortion 7-20a 
Spectral purity 7-16 
Step attenuator 7-14 
Maximum rf level 7-15 


Marker frequency 
Marker amplitude 


FREQUENCY 
ADJUSTMENT 


gee 
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Figure 7-16. Tuning dial adjustment. 
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Figure 7-17. Frequency accuracy test setup. 


h. Frequency counter should indicate 500 MHz 
=+:1 MHz; if not, remove bottom cover of oscillator 
Al and adjust frequency to exactly 500 MHz, using 
Allen wrench (#6 size). 

i. Turn tuning crank clockwise to 400 MHz. 
Frequency counter should indicate 400 MHz +1 
MHz. If it does not, repeat entire procedure. 

j. Perform hysteresis switch adjustment as 
described in paragraph 7-20a. 


7-14. Attenuator A2 Alignment 


NOTE 

The attenuator alignment is used only to 
mechanically set the dial and cursor 
assembly. It should be performed only 
when a mechanical misalignment of the 
moving portion of the attenuator dial and 
the cursor is observed. 

a. Remove the attenuator assembly from the unit 

as follows: 

(1) Remove two flat head screws (15 fig. 7-18). 


(2) Remove panhead screws (8). 

(3) Remove attenuator and vernier knobs (1 and 
24). 

(4) Disconnect output cable from attenuator 
(17). 

(5) Remove attenuator assembly from unit. 

b. Loosen the two setscrews (22) on the at- 
tenuator dial (19). 

c. Rotate the attenuator to the fully clockwise 
position. 

d. Set the attenuator dial so that the +5 and 0 
dbm numerals are aligned with the cardinal points on 
the dbm scale (4). The face of attenuator dial (19) 
should be in the same position as the face of the dbm 
scale (4). 

e. If the cursor assembly has been removed, 
reengage the cursor gear (5) with the vernier gear (2) 
so that the cursor traverses the entire dbm scale on 
the dbm scale bracket when the vernier control is 
rotated. 


7-19 


7-20 


¢ 
°o 
=) 
° 
=] 
w 


Figure 7-18. Attenuator assembly, exploded view. 


Key to figure’7-18: 

1 Vernier knob 

2 Spur gear 

8 Machine screw, 2-56 x 3/8 
4 Cursor 


13A Lockwasher (p/o item 16) 


14 
15 


Mounting bracket 
Machine screw 6-32 x 5/16 
Potentiometer R1 


5 Vernier gear 17 Attenuator Al 
6 Spring 18 Machine screw 8-32 x 3/8 
7 Nut, 2-56 19 Dial 
8 Screw, 4-40 x 5/16 20 Flat washer 
9 Dbm bracket 21 Chassis bracket 
10 Light diffuser 22 Setscrew 
. 11 Standoff 23 Washer 
12 Lockwasher 24 Attenuator knob 


13 Nut (p/o item16) 


f. Replace the attenuator assembly in the unit, 
reinstalling flat head screws (15) and panhead screws 
(8). Reconnect the attenuator cable and reinstall the 
attenuator and vernier knobs (1 and 24) and tighten 
setscrews. 


7-15. Power Supply All Adjustment 


NOTE 
During the adjustment of assembly AQ, the 
power supply output voltages may be 
adjusted to values other than +24 and 
—24 volts. After the alignment is com- 
pleted perform the following adjustments. 
a. Connect multimeter positive lead to C2 (fig. 7- 
2) and negative lead to ground. 
b. Adjust R4 for exactly +15 volts on 
multimeter. 
c. Connect multimeter positive lead to ground and 
negative lead to negative end of C3. 
d. Adjust R10 forexactly — 15 volts on multimeter. 


AN/USM-44C 
(BOTTOM VIEW) 


e. Connect positive lead of multimeter to positive 
end of C5 and negative lead to ground. 

f. Adjust R15 for exactly +24 volts on 
multimeter. 

g. Connect positive lead of multimeter to ground 
and negative lead to negative end of C6. 

h. Adjust R21 forexactly —24 volts on multimeter. 

i. After maximum power output test of paragraph 
7-21 has been performed, recheck all power supply 
voltages and reset if necessary. 


7-16. Rf Divider AS Adjustment 
NOTE 

The filter adjustment for A8A1A2 is covered 
in paragraph 7-17. Performances of other 
filters may be verified using those 
procedures. This paragraph covers only the 
250 MHz divider adjustment. 

a. Set up the equipment as shown in figure 7-19. 

b. Set BAND switch to E. Adjust frequency to 
250 MHz. 

c. Remove divider subassembly A8 cover (fig. 
FO-6). 

d. Adjust R42 (fig. 7-4) for 250 MHz without 
spurious signals. If a dead zone exists, where it is 
possible to turn R42 a small amount with no 
degration in the signal, set the adjustment in the 
center of the zone. 

e. Vary the tuning from 125 to 250 MHz. There 
should be no spurious signals or discontinuities in 
the signal. The normal waveform to be shown on the 
spectrum analyzer is shown in figure 7-13(a). 


SPECTRUM ANALYZER 
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Figure 7-19. Rf divider A8, alignment test setup. 


7-17. Filter Alignment Test 
a. The filter alignment test should be performed 


only if a filter has been repaired or if the harmonics in 
the rf output are greater than —35 db. All filters are 
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tested in the Al socket of the A9A2 assembly. 
The test setup for the filters is shown in figure 7-20. 
The frequencies specified for each filter are listed in 
table 7-9. Note that there are two operational modes 
for the filters; one for the low half of the band and 
one for the high half. To set for the low half, set the 


FREQUENCY MHz indicator to 500 MHz and set 
the other controls as follows: 

BAND—F 

MODE—CW 

SET LEVEL— Maximumclockwise. 


COPE SCOPE 
HORIZ. VERT. 


AN/USM-44C ri 
(TOP VIEW) 


DETECTOR CONNECTED 


OSCILLOSCOPE 


TO R.F. OUTPUT : 
EOL) 2 7/ 
Figure 7-20. Filter Alignment test setup. 
Table 7-9. Filter Specifications 
Low end response High end response 
Filter 
designation Passband Stopband Passband Stopband 
frequency frequency frequency frequency 
Al 490 500 692 
A2 244 250 346 
A3 120 125 169 
A4 60 62.5 84 
A5 30 31 42 
A6 15 15.5 21 
Zs NOTES 


1. All frequencies in MHz. 


2. Use sweep generator markers to locate frequencies in scope display. 


b. To test the filters on the A8 assembly, remove 
them and install them on position Al of the A9 
assembly. To align the Al and A2 filters, first set 
the FREQUENCY MHZ indicator to 500 MHz and 
adjust Cl, C4, and C5 to obtain the high end 
response specified in figure 7-13(d) and table 7-9. 
Next, set the FREQUENCY MHZ indicator for the 
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low end response listed in table 7-9. And adjust C2 
and C3 to obtain the correct response. Recheck the 
high end and readjust Cl, C4 and C5, if necessary. 
Do not adjust C2 and C3 at the high end. 

c. The A3, A4, A5 and A6 filters may be checked 
using the procedure in b above, but they are not 
adjustable. Inset them in the Al socket and check 


— 


their response at the high and low ends. If they are OUTPUT LEVEL and 10DB VERNIER controls | 
out of tolerance, they should be replaced. 


7-18. Meter and Amplitude Regulator Assembly A6 (5) Set SET LEVEL control fully clockwise. 


(6) Adjust Rl on assembly A6 for +5 dbm 


Aligament indication on wattmete 
a. Output Mo tanie o mn fi 7-21 “1 Reset SET LEVEL control +7 dbm in- 
Ht EC. BAND swite ve Epes Baar basi dication on OUTPUT LEVEL meter. 
(2) Set switch to B. (8) Set OUTPUT LEVEL control for +7 dbm. 


(3) Set FREQUENCY MHZ to 30 Mhz. 
(4) Set OUTPUT LEVEL for -3 dbm using 
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Figure 7-21. Output power adjustment, test setup. 


(9) Adjust SET LEVEL control for +7dbmon MODULATION meter indication of 50. 


wattmeter. (4) Adjust SET MOD control for in- 

(10) Adjust R3 on assembly A6 for +7 dbm_ dications of 30 and 80 percent on the 
indication onOUTPUT LEVEL meter. oscilloscope. PERCENT MODULATION meter 

(11) Set 10dB VERNIER control for —3dbm. will indicate 20 to 40 percent for a 

(12) Adjust R4 on A6 for —3 dbm indicationon SET MOD control reading of 30, 70 to 
wattmeter. 90 percent for a SET MOD control read- 

b. Modulation Adjustments. ing of 80. 

(1) Position AN/USM-44C controls as (5) Repeat (3) and (4) above with 

follows: MODE switch set to 1 KHZ. 
(a) BAND switch to A. (6) Readjust R2 if necessary. 
(b) FREQUENCY MHZ dial to 10. (7) Set MODE switch to 400 HZ. 
(c) OUTPUT LEVEL fully clockwise. (8) Set 10 DB VERNIER counterclock- 
(d) 10 DB VERNIER fully clockwise. wise and set OUTPUT LEVEL switch to -3 
(e) MODE switch to 400 HZ. dbm. 

(2) Connect AN/USM-44C RF OUTPUT (9) Display on the oscilloscope 
through an N type to BNC adapter and Should not vary by more than 1.0 cm 
cable to the vertical input of Oscillo- from the display obtained in (3) above. 
scope AN/USM-281C. If it does, adjust R30 on A6 to obtain 

(3) Adjust SET MOD control for a 50 the display cited in (3) above. 
percent modulation indication on the (10) If R30 is adjusted, repeat steps 
oscilloscope as displayed in figure 7 (1) through (9) above readjusting R2 
-13(e) (revised). If PERCENT MODULATION and R30 if necessary for best possible 
meter does not indicate between 40 and compromise between the two adjustments 


60 percent, adjust R2 on A6 for PERCENT and the displays. 
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Change 1 


(8) Set oscilloscope for ac coupling. Adjust 
vertical gain control for two divisions peak to peak. 

(9) Set 10 dB VERNIER control ccw and set 
OUTPUT LEVEL switch for —3dbm. 

(10) If oscilloscope display is more than 0.1 
division different between (8) and (9) above, adjust 
R30 on A6 to obtain the same display as in (8) above. 
If R30 is reset, repeat a(11) and (12) above. 

(11) Reset AN/USM-44C for +7 dbm output. 
Reset oscilloscope as in (4) above. 

(12) If display is more than 40.1 division from 
2.0 volts, repeat (6) through (10) above. 


7-19. Modulation Oscillator A7 Adjustments 


a. Modulation Envelope. 
(1) Connect equipment as shown in figure 7-22. 
(2) Set AN/USM-44C for 30 MHz, +7 dbm 
output with 50 percent 400 Hz am. modulation. 
(3) Do not connect 50-ohm load to detector. 
(4) Set oscilloscope display for sinewave cen- 
tered in screen. 
(5) Connect TS-723/U to scope vertical output. 
(6) Adjust R2, R3 and R1 on A7 for minimum 
distortion (1 percent or less). 
(7) Connect AN/USM-207A to oscilloscope 
vertical output. 
(8) Adjust R4 on A7 for 400 Hz modulation 
frequency as indicated onAN/USM-207. 
(9) Set MODE switch to 1 kHz am. 
(10) Adjust R5 for 1 kHz modulation as in- 
dicated on AN/USM-207. 
b. Pulse Modulation Adjustment. 
(1) Connect 50-ohm load to detector output (fig. 
7-22). 


TM 11-6625-2697-14 

(2) Connect AN/PPM-1 to PULSE EXTERNAL 
INPUTS jack. 

(3) Set AN/PPM-1 for +30 volts, 10 usec pulseat 
1000 pps. 

(4) Set sweep on oscilloscope for 2 usec/division. 

(5) Set SET LEVEL control fully coun- 
terclockwise. 

(6) Adjust R25 on A7 for minimum transient 
feedthrough. 


7-20. Marker Oscillator Assembly A5 Alignment 
a. Hysteresis Switch Adjustment. 
(1) Connect positive lead of multimeter to 
collector of Q7 (fig. 7-14). 
(2) Set AN/USM-44C output frequency to 346 
MHz. 
(3) Adjust R25 on A5 so that voltage changes 
polarity as output frequency is increased. 
6b. Marker Frequency Adjustment. . 
(1) Set MARKERS FREQ switch to 5 MHz and 
MARKERS VOLUME control fully clockwise. 
(2) Connect test equipment as shown in figure 7- 
23. 


(3) Adjust C3 on A7 for exactly 5MHz 
as indicated on the frequency counter. 
c. Marker Amplitude Adjustment. 
(1) Connect test equipment as shown 
in figure 7-24. 
(2 Adjust R8 on A5 for maximum wave- 
form amplitude. 
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ER beet) ie en CT? 


ADIT 
DISCONNECTED 


AN/USM-44C 
(TOP VIEW) 


ELIOLO31 
Figure 7-24. Marker amplitude adjustment, test setup. 
7-21. Rf Amplifier A9 Alignment. ~ DB VERNIER control fully clockwise. Rotate SET 
NOTE LEVEL control fully clockwise. 
The following procedure should be performed c. Set frequency for 500 MHz. 
after alignment of All or if A9 has been d. Adjust A11R15 (+24 VADJ) and A11R21({(—24 
repaired. This procedure may also be per- V ADJ) for a maximum indication on wattmeter (+5 
formed if the output rf level is low. dbm minimum). 
a. Connect test equipment as shown in figure 7- e. Tune continuously through all fre- 
21. quencies. Level should not: drop below + 3 
b. Set OUTPUT LEVEL switch —3dbmwithio % dbm. Readjust R15 or R21, if neces- 
sary. 
Section IV. GENERAL SUPPORT TESTING PROCEDURES 
7-22. General b. Perform the tests and inspections listed in 
This section contains the procedures and tests table 7-10. 
which will determine if performance of repaired c. Replace the top and bottom covers. 
equipment is adequate for return to the users or to 7-24. Electrical Tests 
issue stock. Test setup diagrams are referenced as 


i ; ; Perf the test d edures outlined in table 
required. Test equipment required are listed by oy Mi Saeeitice - ch tcd ce aa 


name as referenced in appendix C. 


7-23. Mechanical Tests and Inspections 
a. Removethetopand bottomcovers. 


Table 7-10. Mechanical Tests and Inspection 


Control settings 


Test Equipment 
equipment under test 


N/A 


Performance standard 


Test procedure 


Inspect all controls and mechanical 
assemblies for missing screws, bolts 
and nuts. 


Any position Screws, nuts, and bolts must. be tight 


with none missing. 


2 N/A Any position Rotate all controls and tuning knobs. Controls and knobs must turn 
smoothly without binding. 
3 N/A Any position Check seating of assemblies and | All assemblies must be firmly seated. 


connectors. Look for damaged Connectors must be well connected. 


parts. 
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Pam 310-1 


43-0118 


11-6625-237-14 


11-6625-359-10 


11-6625-359-12-1 


11-6625-433-15 


11-6625-700-14-1 


11-6625-1559-12 


11-6625-1703-15 


38-750 
740-90-1 
750-244 -2 


Consolidated Index of Army Publications and 
Blank Forms. 


Field Instructions for Painting and Preserving 
Electronics Command Equipment Including Camou- 
flage Pattern Painting of Electrical Equipment 
Shelters. 


Operator, Organizational, Direct Support and 
General Support Maintenance Manual: Generator, 
Pulse AN/PPM-1 (NSN 6625-00-503-0661), and AN/ 
PPM-1A, (NSN 6625-00-503-3621) . 


Operator's Manual: Spectrum Analyzer Set AN/ 
UPM-84 (Polarad). 


Operator's and Organizational Maintenance 
Manual, Including Repair Parts and Special 
Tools Lists: Spectrum Analyzer AN/UPM-84A. 


Organizational, Direct Support, General Support 
and Depot Maintenance Manual, Including Repair 
Parts and Special Tools Lists: Wattmeters AN/ 
URM-98 and AN/URM-98A (NSN 6625-00-566-4990). 


Operator, Organizational, Direct Support and 
General Support Maintenance Manual, Including 
Repair Parts and Special Tools List (Including 
Depot Maintenance Repair Parts and Special 
Tools): Digital Readout Electronic Counter 
AN/USM-207A (NSN 6625-00-044-3228) . 


Operator and Organizational Maintenance Manual 

Including Repair Parts and Special Tools Lists: 
Generator, Signal Sweep AN/USM-203 (NSN 6625-00- 
935-0145). 


Operator, Organizational, DS, GS and Depot 
Maintenance Manual Including Repair Parts and 
Special Tools List: Oscilloscope AN/USM-281A 
(NSN 6625-00-228-2201). 


The Army Maintenance Management System (TAMMS) . 
Administrative Storage of Equipment. 


Procedures for Destruction of Electronics 
Materiel to Prevent Enemy Use (Electronics 
Command) . 
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APPENDIX C 


MAINTENANCE ALLOCATION 


Section!l. INTRODUCTION 


C-1. General 

This appendix provides a summary of the main- 
tenance operations for the AN/USM-44C. It 
authorizes categories of maintenance for specific 
maintenance functions on repairable items and 
components and the tools and equipment required 
to perform each function. This appendix may be 
used as an aid in planning maintenance operations. 


C-2. Maintenance Function 


Maintenance functions will be limited to and 
defined as follows: 

a. Inspect. To determine the serviceability of an 
item by comparing physical, mechanical, and/- 
or electrical characteristics with established 
standards through examination. 

b. Test. To verify serviceability and to detect 
incipient failure by measuring the mechanical or 
electrical characteristics of an item and comparing 
those characteristics with prescribed standards. 

c. Service. Operations required periodically to 
keep an item in proper operating condition, i.e., to 
clean, preserve, drain, paint, or to replenish 
fuel/lubricants/hydraulic fluids or compressed air 
supplies. 

d. Adjust. Maintain within prescribed limits by 
bringing into proper or exact position, or by 
setting the operating characteristics to the 
specified parameters. 

e. Align. To adjust specified variable elements 
of an item to bring about optimum or desired 
performance. 

f. Calibrate. To determine and cause corrections 
to be made or to be adjusted on instruments or 
test, measuring, and diagnostic equipment used in 
precision measurement. Consists of the comparison 
of two instruments, one of which is a certified 
standard of known accuracy, to detect and adjust 
any discrepancy in the accuracy of the instrument 
being compared. 

g. Install. The act of emplacing, seating, or 
fixing into position an item, part, module (com- 
ponent or assembly) in a manner to allow the 
proper functioning of the equipment/system. 

h. Replace. The act of substituting a serviceable 
like-type part, subassembly, model (component or 
assembly) for an unserviceable counterpart. 

i. Repair. The application of maintenance 


services (inspect, test, service, adjust, align, 
calibrate, replace) or other maintenance actions 
(welding, grinding, riveting, straightening, facing, 
remachining, or resurfacing) to restore ser- 
viceability to an item by correcting specific 
damage, fault, malfunction, or failure in a part, 
subassembly, module/component/assembly, end 
item or system. This function does not include the 
trial and error replacement of running spare type 
items such as fuses, lamps, or electron tubes. 

j. Overhaul. That periodic maintenance effort 
(service/action) necessary to restore an item to a 
completely serviceable/operational condition as 
prescribed by maintenance standards (e.g., 
DMWR) in appropriate technical publications. 
Overhaul is normally the highest degree of 
maintenance performed by the Army. Overhaul 
does not normally return an item to like-new 


! condition. 


k. Rebuild. Consists of those services/actions 
necessary for the restoration of unserviceable 
equipment to a like-new condition in accordance 
with original manufacturing standards. Rebuild is 
the highest degree of material maintenance applied 
to Army equipment. The rebuild operation includes 
the act of returning to zero those age 
measurements (hours, miles, etc.) considered in 
classifying Army equipment/components. 


C-3. Column Entries 


a. Column 1, Group Number. Column 1 lists 
group numbers, the purpose of which is to identify 
components, assemblies, subassemblies and 
modules with the next higher assembly. 

b. Column 2, Component/Assembly. Column 2 
contains the noun names of components, assem- 
blies, subassemblies, and modules for which 
maintenance is authorized. 

c. Column 3, Maintenance Functions. Column 3 
lists the functions to be performed on the item 
listed in column 2. When items are listed without 
maintenance functions, it is solely for purpose of 
having the group numbers in the MAC and RP- 
STL coincide. 

d. Column 4, Maintenance Category. Column 4 
specifies, by the listing of a ‘‘worktime’’ figure in 
the appropriate subcolumn(s), the lowest level of 
maintenance authorized to perform the function 


C-] 


listed in column 3. This figure represents the 
active time required to perform that maintenance 
function at the indicated category of maintenance. 
if the number or complexity of the tasks within 
the listed maintenance function varies at different 
maintenance categories, appropriate ‘‘worktime”’ 
figures will be shown for each category. The 
number of task hours specified by the ‘“‘worktime’”’ 
figure represents the average time required 
to restore an item (assembly, subassembly, com- 
ponent, rmodule, end item or system) to a ser- 
viceable condition under typical field operating 
conditions. This time includes preparation time, 
troubleshooting time and quality assurance/quality 
control time in addition to the time required to 
perform the specific tasks identified for the 
maintenance functions authorized in the main- 
tenance allocation chart. Subcolumns of Column 4 
are as follows: 

C—Operator/Crew 

O—Organizational 

F — Direct Support 

H— General Support 

D— Depot 

e. Column 5, Tools and Equipment. Column 5 

specifies by code, those common tool sets (not 


C-2 


individual tools) and special tools, test, and 
support equipment required to perform the 
designated function. 

C-4. Tool and Test Equipment Requirements (Tat 
1) 

a. Tools or Test Equipment Reference 
Code. The numbers in this column coincide with 
the numbers used in the tools and equipment 
column of the MAC. The numbers indicate th 
applicable tool or test equipment for the functions. 

b. Maintenance Category. The codes in this 
column indicate the maintenance category allocated 
the tool or test equipment. 

c. Nomenclature. This column lists the noun 
name and nomenclature of the tools and test 
equipment required to perform the maintenance 
functions. 

d. National/NATO Stock Number. This column 
lists the National/NATO stock number of the 
specific tool or test equipment. 

e. Tool Number. This column lists the 
manufacturer’s part number of the tool followed by 
the Federal Supply Code for manufacturers (5- 


digit) in parentheses. 


SECTION If MAINTENANCE ALLOCATION CHART 
FOR 


SVGUAL GENERATOR AN/USM= 


‘2a (3) (4) ‘5, 
COMPONENT ASSEMBLY MAINTENANCE MAINTENANCE CATEGORY TOOLS AND 
FUNCTION EQUIPMENT 
GREEPATOR, SIGNAL AN/USM-44C Test 9.6 1 thra Vi 
Adjust 0.3 ¥ thr, 22 
Repair@ 0.6 Beg 
Overhan! eee 
Rebuild = 
SRUERADS, CUAL TS-5100/U Inspect ete 
Service 0.5 13 
Repai rl 6.2 
OLSLE ASSEMMLIRS | Inspect 9.1 
Test 6.3 
Replace O57 
Repair Q.. 
FO prea ona Inspect 0.2 
Test O23 
Replace 0.1 
Repair3 0.4 - 


Replace fuses, knebs. 
Heplace defective PC boards and piece parts. 
Replace fuse. 


C-% 
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TABLES: TOOL AND TEST EQUIPMENT REQUIREMENTS 


FOR 


CIUNAL GENERATOR AN/USM-ULC 


TOOL OR TEST 
EQUIPMENT 
REF CODE 


MAINTENANCE 


CATEGORY NOMENCLATURE 


ANALYZER, SPECTRUM AN/UPM-84 
ANALYZER, SPECTRUM ?:°-723/U 
COUNTER, BLECTRULI£ DTGITAL READOUT AN/USM-207A 


GENERATOR, PULSE AN/PPii-1 


SENSRAT OR, SXYEEP SIGNAL AN/USM-2034 
MULTINEFTRE TS-352B/U 

OSCILLOSCOPE Ali,/USM-282A 

Ev, TRANSISTOR TS-1836C/U 
AATTARTRE Ad UnneJe 

SEMICONDULTOA DEVICE, DIODE 4%-3071/U 
50 OHM TERMINATLON HP 11593A 


Fee ATS IG} CS ms ee) Ope 


\T TK-100;U 


TOGLS AND TES? ERULIPMENT AVAILABLE TO THE ORSAU:I2ATIONAL REPAIR 
TECHNICTAN FEECAUSE OF ASSTONED MISSION. 


AMSEL-MA Form 
' OCT 7a 6013 


c-4 


NATIONAL NATO 
STOCK NUMBER 


6625-00-25 1-920: 
6625-90-668-9!. 15 
6625-00-931-6368 


6625-90-56:--9693 


6625-06-95 3-3130 
6625-09-89 43-2023 


66.25 ~39=556— 5 242 


—— { 
TOOI. NUMBE sal 


HISA-FM 2681-74 


RECOMMENDED CHANGES TO EQUIPMENT TECHNICAL MANUALS 


SOMETHING WRONG wr mis uanvac: 


PROM: (YOUR UNIT’S COMPLETE ADDRESS) 
Commander 


Stateside may Depot 
ATTN: AMSTA-US 


THEN. . .JOT DOWN THE 
DOPE ABOUT IT ON THIS 
FORM, TEAR IT OUT, FOLD 


IT take DROP IT IN THE Stateside, N.J. 07703 
MAIL! 
Serine Ons 97 5 


f PUBLICATION NUMBER DATE TITLE 
f TM 11580 -340-12 23 Jan 74 Radar Set AN/B&e-76 


7 BE EXACT...PIN=POINT WHERE IT IS | IN THIS SPACE TELL WHAT IS WRONG 
AND WHAT SHOULD BE DONE ABOUT IT: 


FIGURE) TABLE 


Recommend that the installation antenna alignment 
procedure be changed throu Specify a 2° IFF 
antenna lag rather than 1°. 


REASON: Experience has shown that with only a 1° lag, 


te the antenna servo sy is too sensitive to wind 
gusting in excess o knots, and has a tendency to 
rapidly accelerate a celerate as it hunts, causing 


Strain to the drive tr@in. Hunting is minimized by 
adjusting the lag to 2° without degradation of operation 


Item 5, Func column. Change "2 db"to "3ap." 


REASON: justment procedure for the TRANS POWER 
FAULT indica calls for a 3 db (500 watts) adjust- 
ment to light the TRANS POWER FAULT indicator. 


TEAR ALONG DOTTED LINE 


step f.1 to read, "Replace cover plate removed 
-1, above." 


To replace the cover plate. 
Zone C 3. On J1-2, change "+24 VDC to "+5 vpc." 


REASON: This is the output line of the 5 VDC power 
Supply. + 24 VDC is the input voltage. 
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FORM, TEAR IT OUT, FOLD 
: IT AND DROP IT IN THE 
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MAIL! 


h BE EXACT. ..PIN-POINT WHERE IT IS | IN THIS SPACE TELL WHAT IS WRONG 
AND WHAT SHOULD BE DOWE ABOUT IT: 


=—_—lUlUCc rr 


TEAR ALONG DOTISEY LIVE 


TYPED NAME, GRADE OR TITLE, ANO TELEPHONE NUMBER 


If FORM 
‘ D A aiieine 2028 =? (TEST) P.8.—-IF YOUR our AIT WANTS T9 KNOW aBour. YQur mat Yat nin * MAKE 


FILL IN YOUR 
UNIT’S ADDRESS 


FOLD BACK 


ee ee ee ee ee ce ee em em rm ce em cr cr me mm mr er ie se eee eee ee 


DEPARTMENT OF THE ARMY 


ee ee ee ees oe 


POSTAGE AND FEES PAID 
OECPARTMENT OF THE ARMY 
OFFICIAL BUSINESS dant ae 


PENALTY FOR PRIVATE UGE, $300 
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US Army Electronics Command 
ATTN: DRSEL-MA-Q 

Fort Monmouth, New Jersey 07703 


aANIT GaLLO_d ONOTV aval 


—_—_——_——_———_———— Se ee ey eee es ee ce eee rem ee eee er re ee ey es ee ee eee eee ees ee ee 


FOLD BACK 


REVERSE OF DA FORM 2028-2 (TEST) 
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THEN, . .JOT DOWN THE 
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MAIL! 
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AND WHAT SHOULD BE DOWE ABOUT IT: 
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By Order of the Secretary of the Army: 


Official: 


PAUL T. SMITH ’ 
Major General, United States Army 
The Adjutant General 


DISTRIBUTION: 
Active Army: 

USASA (2) 
COE (1) 
TSG (1) 
USAARENBD (1) 
DARCOM (1) 
TRADOC (2) 
OS Maj Comd (4) 
LOGCOMDS (3) 
MICOM (2) 
TECOM (2) 
USACC (4) 
MDW (1) 
Armies (2) 
Corps (2) 
HISA (Ft Monomouth) (33) 
Svc Colleges (1) 
USASIGS (5) 
USAADS (2) 
USAFAS (2) 


NG: None 
USAR: None 
For explanation of abbreviations used, see AR 310-50. 


BERNARD W. ROGERS 
General, United States Army 


USAARMS (2) 
USAIS (2) 
USAES (2) 
USAICS (3) 
MAAG (1) 
USARMIS (1) 
Instl (2) except 
Fort Gillem (10) 
Fort Gordon (10) 
Fort Huachuca (10) 
Fort Carson (5) 
Ft Richardson (ECOM) (2) 
LBAD (14) 
SAAD (80) 
TOAD (14) 
SHAD (3) 
Sig FLDMS (1) 
USAERDAA (1) 
USAERDAW (1) 


Chief of Staff 
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ist 
SIGNIFICANT FIG | | 
i 


2D SIGNIFICANT FIG 
MULTIPLIER | 


ist 
SIGNIFICANT FIG. 


2D SIGNIFICANT FIG | 


SIGNIFICANT FIG. 
2D SIGN:FICANT FIG. 


oo 


MULTIPLIER MULTIPLIER 
TOLERANCE TOLERANC! TOLERANCE 
FAILURE-RATE LEVEL TERMINAL 


(ESTABLISHED RELIABILITY 
TYPES ONLY) 


COLOR CODE MARKING FOR COMPOSITION TYPE RESISTORS. COLOR-CODE MARKING FOR FILM- 


TYPE RESISTORS. 


TABLE | 
COLOR CODE FOR COMFOSITION TYPE AND FILM TYPE RESISTORS. 


BAND E 


FIRST SECOND RESISTANCE FAILURE 
COLOR SIGNIFICAN COLOR SIGNIFICANT COLOR |MUI TIPLIER]} COLOR TOLERANCE COLOR RATE 
FIGURE FIGURE (PERCENT) LEVEL 
BLACK 


BLACK BLACK 


BROWN 


BROWN BROWN BROWN RED 
REO REO REO ORANGE 
ORANGE ORANGE .. ORANGE 


YELLCW 
WHITE 


YELLOW YELLOW YELLOW SILVER | +10 (COMP. 


TYPE ONLY: 
+5 

+2 (NOT ov 
PLICAB 6D 


ESTABI ia) 
RELA "Y), 


SOLD- 
FRABLE 


GREEN 
BLUE 
PURPLE 
(VIOLET) 
GRAY 
WHITE 


GREEN 
BLUE. 
PURPLE 
(VIOLET) 


GRAY 
WHITE 


GREEN 
ALUE 


GOLD 
RED... 


BANC A — THE FIRST S'GNIFICANT FIGURE OF THE RESISTANCE VALUE 


(BANDS 4 THRU D S* _t BE OF EQUAL WIDTH.) 
BAND B — THE SECONL SIGNIFICANT FIGURE OF THE RESISTANCE VALUE 
BAND C — THE MULTIPLIER (THE MULTIPLIER IS THE FACTOR BY WHICH THE 


TWO S!GP.FICANT FIGURES ARE MULTIPLIED TO YIELD THE 
NOMINAL RESISTANCE VALUE.) 


BAND D — THE RESISTANCE TOL .<4NCE 

BAND £ — WHEN USED ON COMPOS'TION RESISTORS BAND E INDICATES 
ESTABLISHED RELIABILITY FAILURE —RATE LEVEL ( PERCENT FAILURE 
PER 1.000 HOURS) ON FILM RESISTORS, THIS BAND SHALL BE APPROXIMATELY 
1-1/2 TIMES THE WIDTH OF OTHER BANOT, ANI: hs ATES TYPE OF TERMINAL 
RESISTANCES IDENTIFIED BY NUM®F-* uN LETTERS 

(THESE ARE NOT COLu* ODED) 
SOME RESISTORS ARE IDENTIFIED BY THREE OR FOUR DIGIT ALPHA NUMERIC 


DESIGNATORS. THE LETTER R IS USEO IN PLACE OF A DEC!MAL POINT WHEN 
FRACTIONAL VALUES OF AN OHM ARE EXPRESSED. FOR EXAMPLE: 


2R7 = 2.7 OHMS 1ORO = 10.0 OHMS 


FOR WIRE -WOUND- TYPE RESISTORS COLOR CODING IS NOT USED, !DENTI- 
FICATION MARKING IS SPECIFIED IN EACH OF THE APPLICABLE SPECIFICATIONS 


EXAMPLES OF COLOR CODING 


(ER) ( GEN) 

8 ABCD” Apco Ee 

5 sie)" lla elie & 

ce oe PREG: we SOLDERABLE 
ae are +1 


NOMINAL RESISTANCE 3,400 OHMS 
RESISTANCE TOLERANCE +5% 
TERMINAL SOLDERABLE 


NOMINAL RESISTANCE 3,900 OHMS 
RESISTANCE TOLERANCE +5% 
FAILURE RATE LEVEL M 


NOMINAL RESISTANCE 1,400 OHMS 
RESISTANCE TOLERANCE +10% 


COMPOSITION-TYPE RESISTORS FILM- TYPE RESISTORS 
% IF BAND D IS OMITTED. THE RESISTOR TOLERANCE 'S + 20% AND THE RESISTOR IS NOT MIL -STD, 


A COLOR CODE MARKING FOR MILITARY STANDARD RESISTORS 


MIL SPEC IDENT 
(SILVER) 


MIL SPEC IDENT 
(SILVER) 


Ist FIG(GRAY)+ 
DECIMAL (GOLD )- 


1ST FIG 
(ORANGE ) 


20 FIG (ORANGE) 


| 

H 
2D FIG (RED) 

TOLERANCE { SILVER) 


i 
\ 
l MULT (BROWN) 


TOLERANCE (GOLD) | 


(A) 82UH + 10% (B) 330UH +5% 


COLOR CODING FOR TUBULAR ENCAPSULATED R.F CHOKES, AT A, AN EXAMPLE © 
OF THE CODING FOR AN 8 2UH CHOKE !S GIVEN. AT 6, THE COLOR BANDS F 
A 330 UH INDUCTOR ARE ILLUSTRATED 


TABLE 2 
COLOR CODING FOR TUBULAR ENCAPSULATED RF CHOKES. 


SIGNI- INDUC TANCE 
FICANT 


MULTIPLIER TOLERANCE 


(PERCENT) 


GOLD DECIMAL POINT 


MULTIPLIER IS THE FACTOR BY WHICH THE TWO COLOR FIGURES 
ARE MULTIPLIED TO OBTAIN THE INDUCTANCE VALUE OF THE 
CHOKE COIL. 


B, COLOR CODE MARKING FOR MILITARY STANDARD INOUCTORS. 


CAPACITORS, FIXED, VARIOUS- DIELECTRICS, STYLES CM, CN, CY, AND CB 
CM CN cy cB 
PMI IDENTIFIER (BLACK DOT) j- MIL 1OENTIFIER (SILVER DOT) (MIL IDENTIFIER (BLACK DOT) 
{ 
j i 1ST SIGNIFICANT FIGURE rt! ST SIGNIFICANT FIGURE | cr 1ST SIGNIFICANT FIGURE 
| 1 2D SIGNIFICANT FIGURE i > 2D SIGNIFICANT FIGURE || 20 SIGNIFICANT FIGURE Pape NAG LS 


— CHARACTERISTI~ 


ae 


ieee ! 
FRONT Yat 


DC WORKING VOLTAG: 
r OPERATING TEMPERATURE 
i 


a 
| 

CAPACITANCE TOLERANCE i 
[ UMuLTiPLieR 


CAPACITANCE TOLERANCE 
U CHARACTERISTIC 


| 
VIBRATION GRADE | 
| 


MICA - DIELECTRIC PAPER - DIELECTRIC 


TEMPERATURE COEFFICIENT TEMPERATURE COEFFICIENT 


r— 'ST SIGNIFICANT FIGURE r— ST SIGNIFICANT FIGURE 


20 SIGNIFICANT FIGURE 
| MULTIPLIER 


Le i CAPACITANCE TOLERANCE 


o 


| 


MIL IDENTIFIER 


(BLACK DOT) FRONT 


MIL IDENTIFIER 
(BLACK DOT) 


REAR 


AXIAL LEAD RADIAL LEAD 


* CAPACITANCE TOLERANCE 
OPERATING TEMPERATURE RANGE 


GLASS-DIELECTRIC, GLASS CASE 


IST SIGNIFICANT FIGURE 


_. INDICATOR - 20 SIGNIFICANT FIGURE 
METHOD A 
L MULTIPLIER 
[ MULTIPLIER | | © wucripuer 


CAPACITANCE TOLERANCE 


CHARACTERISTIC 


_'!NDICATOR 
METHOD B 


MICA, BUTTON TYPE 


—— TEMPERATURE COEFFICIENT 
=a IST SIGNIFICANT FIGURE 


20 SIGNIFICANT FIGURE 


MULTIPLIER 
\ CAPACITANCE TOLERANCE 
MIL IDENTIFIER 
( BLACK DOT) 
REAR FRONT 
DISK -TYPE 


C. COLOR CODE MARKING FOR MILITARY STANDARD CAPACITORS 


TABLE 3— FOR USE WITH STYLES CM, CN, CY ANO CB 


|wucripcies 


TABLE 4— TEMPERATURE COMPENSATING, STYLE CC 


TEMPERATURE 


COLOR | coeFFICIENT 4 


Jevack | 
BROWN 
RED 


CAPACITANCES 
OVER 10 UUF 


THE CAPACITANCE IN UUF 


TM 11-6625-2697-14 


zyoae OPERATING 
|| CAPACITANCE TOLERANCE [CHARACTERISTIC] WORK )NG TEMP BRATION 
| VOL TAGE GRADE 


RANGE 


[cn ] [ ce | | cu ; ex cm cM yey 
re ee 


+05 uUF 


1.0 vuF 


2 LETTERS INDICATE THE CHARACTERISTICS DESIGNATED IN APPLICABLE SPECIFICATIONS 


MIL-C—25D0, MIL-C-112728, AND MIL-C-10950C RESPECTIVELY 


MIL-C-I10150 


4 TEMPERATURE COEFFICIENT IN PARTS PER MILLION PER DEGREE CENTIGRADE 


% OPTIONAL CODING WHERE METALLIC PIGMENTS ARE UNDESIRABLE. 


Figure FO-1. Color code markings for MIL STD resistors, inductors, 


and capacitors. 


THE MULTIPLIER IS THE NUMBER BY WHICH THE TWO SIGNIFICANT (SIG) FIGURES ARE MULTIPLIED TO OBTAIN 


MIL-C-5, 


LETTERS INDICATE THE TEMPERATURE RANGE AND VOLTAGE-TEMPERATURE LIMITS DESIGNATED IN 


ESC-FM 913-73 
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$4 RECTIFIER ASSY ~~ ee ie eed gh MREOUL ATOR ASSY 
Ynys Aj ¥ PREFIX All 
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Q)\ 
s RIN c3 
2N2905A S 499K io0 sean ia rie 
ea er eR, 
|= 15VADs } | 
eal 
2N2905A 


110/120 


1 
SWITCH OSCILLATOR 


Sn 


2N2905A V 


| 1 : TOABJI 
‘SH2): 

O 

270 qa PREFIX Al 


icandne Ee a 


A205! 
1248 


3 
Q3 


+I5V N17] 13 424v 
Y) Q4 
Q) TO A452 2N3055 


2N3055 ; TO A4J2 TO A432 
2N3055 cf aah PINIO PINIS 
MARKER OSCILLATOR ASSY ‘| ‘$H3) UsHa) A4s2 'SH3! 


PREFIX AS 


SET LEVEL 
METER 


Cw 
400 HZ AM 
1K HZ AM 
EXT AM 


PULSE a eS = te 


chs | CEC NM Uno eet) | aie mer Ss Sy Nagy MN ho: aa mae = ra VN 
1O ¢ [73 DBM ADJ) 
RAM Une RM TEN Nw a RC CC gerd ete S wie TUL SE.” |) ns reek is tii taaihe BS Cy Wane tes Sd Ube SO pt Nao Sosa 
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PIN Il PINS 


CRI 
IN4148 


es tsa < 


R275, 
221° 


221 


Q1.Q2. 2N2905A 
Q4.Q5  2N2219A 


4 io | 


ciz7 <k4 


& 330p1 210K 


PREFIX AS MARKER OSCCHLLATOR ASSY 


se ee ee ee ee a ce ay a a ee ee ee ee ee ee 


FR ae “ 
ee DOM OA, 
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ELIOLOS33 


Figure FO-2 © . Schematic diagram (Sheet 1 of 3). 


Gh? Dabo & oere’ ‘ 
a TN es | s Tea 


* dy 
‘ = ‘J : Te 
F i | Bo 
e = ae 
— is j 
5 ino ib 

7 & 

° i) - 
4 ta —— — = : 
: S ‘ — 


———ae We 


Ao Sle —- — & 


jbee evana 
an 
} writ, ® ; 
an ree 
aii 
fle ' 
' 
pipe 
ie ea” NO 


TM 11-6625-2697-14 


ee, BIE 
| CRI9 an 
MC10131 R44 
Ray, 
Cay 1N4003 
1N4003 
. C30 
Qe _ 5OOMFD 
} 1N4003 16V 
®) CR22 
1N 4003 


| 
| 
| 


QA2AICS5 QOA2A1C6 QA2AIC7 OAZAICB OA2ZAIC9 


TO J4 
PINI7 
(SHT1) 


ELIOLO34 


| 
bs FO-2 @ . Schematic diagram (Sheet 2 of 3). 
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Figure FO-2 @ . Schematic diagram (Sheet 2 of 3). 
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Figure FO-2 @ . Schematic diagram (Sheet 3 of 3). 
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Figure FO-4 © . Main chassis parts location (Sheet 1 of 2). 
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Figure FO-4 @) . Main chassis parts location (Sheet 2 of 2). 
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OSCILLATOR 

CONNECTOR, PLUG 
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R.F. SHIELD ASSEMBLY 
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LOCK WASHER, 5/16 
LIMIT WASHER 

BOX (OSCILLATOR) 
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RESISTOR, R1 
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WASHER 

WASHER LOCK, #6 
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Figure FO-5. Oscillator assembly Al, parts location. 
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1 Box assembly 17 Plug 

2 Capacitor plate assembly 18 Cover assembly 

3 Standoff 19 Cover 

4 Screw, machine 6-32 x 5/16 20 Retainer 

5 Screw, Machine 6-32 x 3/8 21 Shield 

6 Washer, lock #6 22 Screen 

7 Washer, lock #6 23 Screw, machine 6-20 x “% 
8 Connector 24 Circuit card assembly 

9 Screw, machine 4-40 x 3/8 25 Screw, machine 6-20 x % 
10 Nut, plain hex 6-32 26 Standoff 

11 Plate 27 Tiewrap 

12 Bracket, angle 28 Screw, machine 4-40 x 2 
13 Bracket, angle 29 Washer, lock #4 
14 Bracket, angle 30 Washer, flat #6 

15 Bracket, angle 31 Screw, machine #6. captive 
16 Box shield 32 Lug 


Figure FO-6. Rf divider assembly A8, parts location. 


4 


; ¢ * 
weet. wae BRA deel 


DHEDOe WW GLARE 


.. P ins. 
es Ps eek 7 


= 

wi, 

x 

tw 

al» 

=- 

wv babi 

- reise. angi ii be ~at @e & 

i “argyle ce Mime es - 

. eda, weage a eae, (A re 
Arche, eee t: Sram, meching ME oe 
Gane woes ing m ! 


‘eva (Pe Ri Aeneas exeny OM, Parte 


By 


a Aa = 


= 


SS 


locket 


ee ee 


Sa 


as 


sary 62> ite ae) i 


na 


pe iipea’t 

ser Ty 
ee 

ged % 
qvew-¢s 
Wire sant || 
tities fal ON 
Gites ye") OM 


Se: 


4 
9 e id 

’ wy & wyetyald 
+). Gee dead © 
al’ » yootse pel Vold J 
Ware | 
Valeeat 8) 
~ Habeas? <) 
Tiibente # 
deena Vw 44 
528 2 Milas Vi 
i ° @4 eutse wilheté “1 
A oth) ence wi 4 
Danese) 17 
ee 


Pea eG an? 


“ 


ce 


a 
— 


e201 0113 


* es) A! Gina or 608+ Sane ae i ’ : 


hat? ten 
| wis 


OA, econ: oti 


fersn0f) inowthive 


a 
4 Ares » vm & 
° = ¢ aT 
> @ 
Arges -——_ *7a% 
ates a? Steak imi ow 
° © Ves. = vil ‘ 
- 9 I 
Mt sees 68 opie i 
a ee 


oe” 
ae) 


7 


ELICLO39 


1 Box assembly 

2 Cap, plate assembly 

3 Filter 

4 Plate 

5 Feed thru 

6 Nut, 5.16 x 24 

7 Lock washer, 5/16 

8 Machine screw, 4-40 x 3/8 
9 Lock washer, #4 

10 Machine screw, 6-32 x 5/16 
11 Standoff 

12 Standoff 

13 Standoff 

14 Standoff 

15 Lock washer, #6 

16 Machine screw, 6-32 x % 
17 Machine screw, 4-40 x 1 
19 Machine screw, 4-40 x 5/16 
19 Grommet 

20 Connector, recepticle 

2] Machine screw. 
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Figure FO-7. Rf amplifier assembly A9, e: 
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Figure FO-8. Circuit board A9A1, parts location, 
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